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ABSTRACT

SURFACE ACOUSTIC WAVE (SAW)-BASED
GAS FLOW SENSOR
Nisar Ahmad, M.S. (Physics), M.S. (EECS)
Marquette University, 1982
There has been a growing interest in using SAW devices for sensing various
physical parameters such as pressure, acceleration, temperature, and gas. The current
research has been undertaken to derive a model of a SAW-based gas flow rate sensor,
using the principle of heat transfer with the flow of gas. It consists of a SAW delay line
fabricated on a suitable substrate and a thin film heater to heat the SAW device to a
suitable temperature above the ambient. The delay line is connected in the feedback loop
of an rf-amplifier resulting in a delay line stabilized SAW oscillator. When gas flows
over the SAW device, it carries away heat thus lowering the temperature of the substrate.
The change in the frequency of the SAW oscillator, which can be accurately measured, is
proportional to flow rate of gas. The device is similar in principle to a hot wire or hotfilm anemometer.
This dissertation is concerned with the quantitative analysis of SAW flow sensor.
Theoretical analysis to determine the characteristics of SAW flow sensor for various
substrate material and geometries will be presented. From the analyses, a design of an
optimal SAW flow sensor will be proposed.
Mathematical model(s) will be derived to determine and predict SAW gas flow
sensor behavior and characteristics for a wide range of variables and boundary
conditions. These characteristics include:
 Steady state temperature characteristics
 Transient time response characteristics
 Frequency versus temperature characteristics
 Frequency characteristics versus input power to the integrated thin film heater
element
 Frequency change versus flow rate at constant current to the thin film heater
element
 Determine temperature distribution to derive average temperature
The model developed in this work enables us to characterize SAW-based sensor
by including substrate material properties, dimensional and wide range of operating
conditions. It can predict frequency changes, temperature changes, for given values of
heater power, under steady state free and forced convection conditions of fluid. It
allows time response analyses and thus enables us determine parameters that can be
used to obtain an optimal SAW-based sensor designs. Experimental results carried
out on preliminary design of SAW flow sensor are presented and result compared
with theoretical analyses.
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CHAPTER 1: INTRODUCTION
Devices based on the propagation of elastic waves on the free surface of a solid
have been extensively studied in the last four decades. These devices provide very high
frequency (VHF) / ultra high frequency (UHF) signal processing functions that are not
readily available by other means. Such devices have rapidly advanced from laboratorial
to actual system use and have made a major impact in the electronics industry in an
exceptionally short amount of time.
Surface Acoustic Wave (SAW) devices are now being used extensively in the
storage and processing of a wide variety of analog, and sometimes even digital, signals.
Their applications range from sophisticated radar, sonar, and communication systems to
mass-produced components for radio and television receivers (Mathews, 1977; Oliner,
1978; Owens, 1986; Pedi & McManus, 1983; Edmonds, 1981). SAW devices have also
seen major application in the area of radio frequency (RF) signal processing. However,
more than these, the usability of SAW devices has also been extended for the purpose of
sensing various physical and chemical parameters.
This chapter includes the statement of the problem and the purpose of the study. An
overview of the study’s structure is also presented along with the rationale behind the
research and its significance and implications to future practice. The terminology used in
this dissertation is also defined in this chapter.
Statement of the Problem
A Surface Acoustic Wave (SAW) gas flow rate sensor can be realized using the
principle of heat transfer with the flow of gas (Ahmad, 1985). The SAW gas flow sensor
(Cheng, Dong, and Feng, 2000; Ahmad, 1985) consists of a SAW delay line and an
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integrated thin-film heater on a suitable SAW substrate. The delay line is connected to
the feedback loop of a radio frequency (RF) amplifier, resulting in a delay line stabilized
SAW oscillator. The SAW substrate is heated causing the SAW device to operate at an
elevated temperature. Gas flowing over the SAW device carries away heat, thus lowering
the temperature of the substrate. The change in the frequency of the SAW oscillator,
which can be accurately measured, is proportional to the flow rate of the gas.
To date, only experimental and empirical findings have been reported. This study,
on the other hand, deals with a quantitative and theoretical analysis of a SAW-based gas
flow sensor model to support previously established experimental and empirical results.
In addition, the study will enable the characterization of a SAW-based gas flow sensor
for varied substrate material, different flow geometries, and sensor structure. The findings
will then guide the assessment of an optimal SAW-based gas flow sensor design.
Purpose of the Study
There has been extensive research efforts geared towards the discussion of SAWbased sensing. SAW sensors for the measurement of force, pressure, acceleration,
temperature, and humidity, among others physical parameters, have been reported in
literature (Ahmad, 1985; Ahmad, 1986). SAW techniques have also been applied in the
field of chemical sensing with sensors for gas detection, and specific antibody detection
having been demonstrated in literature (Inaba and Wasa, 1982; Joshi & Brace, 1976;
Hauden, Jaillet, & Coquerel, 1985; Vellekoop & Visser; 1988; Leblois & Tellier, 2000;
Reeder, Cullen & Gilden, 1975). SAW sensors have shown performance levels that are
superior to previously used bulk acoustic wave approaches and other types of sensors.
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RF-Amplifier

Frequency

Heater
SAW Delay Line
Oscillator

(a)

(b)
OPERATING PRINCIPLE: THERMAL FLOW SENSORS
Temperature Change: T vf1/2
vf : Fluid velocity

Conventional Thermal
Voltage Output: VOUT = I×R×TCR×T
TCR: Temp. Coeff. Of resistance

SAW-based
Frequency Change: f = TCD× T× fo
TCD: Temp Coefficient Of delay,
fo : Center frequency

Figure 1. Sketch of thermal flow sensors: (a) a hot-wire anemometer, (b) a silicon-based thermal sensor,
and (c) a SAW gas flow sensor.

The thermal gas flow sensor operates on the principle of heat transfer by mass
flow. Figure 1 (a) is a conventional thermal gas flow sensor; the heater element is
operated at a higher temperature. Gas flow over it carries heat away by convection; the
output is generally measured as a change in analog voltage across the heater element.
Similarly, a SAW-based gas flow rate sensor can be realized using the principle of heat
transfer with the mass flow. Figure 1(c) shows a diagram of a SAW gas flow sensor
(Ahmad, 1985). It consists of a SAW delay line (or resonator) fabricated on a suitable
substrate. The output of the delay line is fed back to its input through a suitable amplifier,
resulting to a delay-line-stabilized SAW oscillator. Since SAW propagation is very
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sensitive to external variables such as pressure, temperature, etc., the frequency of the
oscillator could vary in the event that any of these parameters changes. A second
identical oscillator is usually fabricated on the substrate to serve as a reference oscillator,
and the difference between the two oscillator frequencies is used as the sensor output.
This “dual oscillator technique” has the advantage of canceling out the effect of
unwanted variables. For example, in a pressure sensor or a gas detector, the effect of
ambient temperature variations can be eliminated by using the “dual SAW oscillator
technique” (Reeder, Cullen, & Gilden, 1975; Risch, 1984).
Importance of the Study
Gas flow sensing is important in process and analytical chemistry as well as in the
semiconductor industry where device and material processing depends critically upon the
accurate measurement of the flow rates of various gases. The SAW gas flow sensor
operates similarly to a thermal gas flow sensor (see Figure 1); the output, however, is a
frequency signal as opposed to an analog Voltage signal of a conventional thermal gas
flow sensor.
Summarizing this brief discussion, the attractive features of using surface acoustic
waves for sensor applications can be stated as follows:
1. The output of a SAW sensor is directly available as a frequency that can be
conveniently read out in digital form thus no separate analog-to-digital conversion
is required;
2. The SAW sensor can be interrogated wirelessly based on the radar system
principle. An interrogation electromagnetic signal is launched by the antenna of
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the interrogation unit and is received by the antenna connected with the IDT of
the SAW device (Cheng, Dong, & Feng, 2000);
3. Since frequency can be measured very precisely, the sensor has a high degree of
accuracy;
4. The “dual-oscillator-technique” cancels out the effects of unwanted variables like
ambient temperature variations;
5. Since SAW propagation is very sensitive to changes in the ambient and boundary
conditions, the sensor has high sensitivity;
6. The response of SAW sensors is generally found to be linear over a wide dynamic
range; and
7. These sensors are compatible with the well-established silicon microelectronics
technology.
Scope and Contributions of the Study
The author of this dissertation (Ahmad, 1985) reported the first experimental
SAW gas flow sensor based on the principle of forced convection. A dual SAW resonator
scheme was also developed as an anemometer (Ahmad, 1986). Since then, there has been
consistent progress on this area of study. Numerous citations (Wohltjen, Snow, &
Ballantine, 1985; Anisimkin & Verona, 1998; Wang, Li, Qin, Chyu, & Wang, 2011;
Wang, Li, Qin, Chyu, & Wang, 2012) and patents (Liu, James, Carlson, Magee, 2008;
Brace,and Sanfelippo, 1990; Joshi, 1991; Liu, Rahman, Honeywell International, 2006)
based on gas flow have been reported. A thermometric mass flow rate sensor which
measures the temperature change of the device from the heat drawn from the surface with
constant temperature due to the fluid has also been developed based on the similar
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principle of thermal change (Nomura, Saitoh, & Koyama, 2007. However, no
analytical/mathematical models for SAW-based gas flow measurements has been
reported in the literature.
This dissertation bridges the literature gap regarding SAW-based gas flow
measurements proposes the following contributions to advance the discipline:
1. A mathematical model that will enable the characterization of a SAW-based gas
flow sensor model for any substrate material, flow geometry, and sensor structure;
the findings of which will govern the production of an optimal SAW-based gas
flow sensor design.
2. A theoretical model of a SAW-based gas flow sensor derived with the following
considerations:
a. Model must make use of a flat thermal sensor with adjustable dimensions
b. Model must be applicable to any gaseous fluid
c. Model must be a thermal gas flow sensor independent of a given substrate
and evaluates characteristics under the following conditions:
i. Steady state no flow condition
ii. Steady state laminar forced flow conditions
3. Determine/model the time response for the sensor given
4. Develop an optimal model for various SAW-based gas flow sensor
5. To validate the model, a SAW-based gas flow sensor experimental setup was
designed and experiments were carried out. The structure, geometry with
dimensions of the SAW devices and flow cell used in this research are described.
The experimental measurements consisted of the following variables:
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a.

Changes in the frequency of the SAW oscillator as a function of input power
to thin-film heater element.

b.

Temperature rise of the SAW oscillator versus input power to thin-film
heater element.

c.

Changes in the frequency of SAW oscillator as a function of flow rate for
various values of power to heater.

d.

Power changes of the thin-film heater as a function of flow rate.

This study exemplified the fusion of technologies as it demonstrates how SAW
can be used in conjunction with conventional heat transfer theories as a means of
producing new sensing techniques. Being the author of first reported SAW-based gas
flow sensor (Ahmad, 1985), the author was keen to develop a theoretical model for the
SAW-based flow sensor and thus design an optimal SAW-based gas flow sensor that can
provide features that are equal to or better than conventional thermal sensors. The
rationale of the study was supported and carried out by modeling the behavior of SAWbased gas flow sensing as follows:


SAW Characteristics  Review, description and application of the principles of
SAW devices, SAW oscillator, and sensing techniques followed by the evaluation
of SAW characteristics’ suitability for different substrate materials.



Heat Transfer Analysis  Thermal analysis dealing with flat plate geometry
with an internal heat source is carried out. An electro-thermal analog circuit will
be derived.



Analytical Heat Flow Model  The models allow SAW gas flow sensor
characterization. The power-temperature results from the electro-thermal analog
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circuit analysis are used. The analytical heat flow model will predict temperature
distribution under steady-state condition as a function of input power to the heater
element. It considers all sources of energy dissipation, e.g., conduction,
free/natural convection and radiation. The model predicts the steady state
temperature distribution and allows us to derive average temperature under a
wide-range of operating conditions.


Time Response  Theoretical model that predicts time response of SAW gas flow
sensor is also developed.
Definition of Terms

Definitions and terms used in this dissertation are provided in Table 1.
Table 1  Definition of Terms (Mathews, 1977)

Parameters
Coupling factor, K
(Mathews, 1977)

Descriptions
2

IDT

Q factor
Synchronous or
Center Frequency, fo
SAW

SAWR
Center Wave Length,
o

The coupling parameter expresses the fractional change in the phase
velocity of a surface wave produced by a change in the electrical
boundary condition from free to short circuit. Similarly, an effective
electromechanical coupling factor for surface waves is defined as:
where is the phase velocity of the SAW.
Used to refer to an interdigital transducer which converts one
energy form into another form in a digit-like periodic pattern of
parallel electrodes to build up the capacitance associated with
electric fields which penetrate material samples or coating.
Q is defined as the ratio of energy stored to that of energy lost.
The center frequency, fo, is the synchronous frequency of the SAW
device determined by the spacing of the IDTs.
Surface Acoustic Wave; an acoustic or Rayleigh wave which
propagates along the surface of an elastic substrate whose amplitude
decays along with increased substrate depth.
Surface Acoustic Wave Resonator
Defined as ratio
where v is SAW velocity.
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Overview of the Study
Chapter 1 presents the introduction to the study; moreover, it states the problem
clearly as well as its significance and implications to future practice. The scope of the
study is also defined along with the definition of the terms that govern the study.
Chapter 2 reviews the fundamentals of SAW technology. SAW oscillators have
significantly improved RF signal processing and have been successfully applied in
frequency synthesis applications. Saw oscillators are now a key component to the
development of SAW-based sensors. Studies covering the necessary design
considerations for highly stable SAW oscillators are also reviewed. An overview of
SAW-based sensors using SAW oscillators is provided in Chapter 2. In addition, the
literature thermal sensors based on the principle of hot wire/hot film anemometer is also
reviewed.
Chapter 3 presents theory of heat transfer applicable to enclosed flat plate with an
embedded internal heat source. It will be applied to develop a theoretical model to
characterize SAW-based gas flow sensors. The presented model will be applicable to
accommodate a wide range of possible geometrical dimensions for the sensor and varied
flow set-up. In addition, it allows sensor characterization based on the properties of SAW
substrate materials.
Models developed in Chapter 3 are applied, and an analysis of the resulting data is
provided in Chapter 4. Based on the knowledge obtained, a design of an optimal SAWbased gas flow sensor is presented.
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Chapter 5 provides experimental results on a preliminary SAW-based gas flow
sensor. Theoretical calculations based on the model are applied for verification.
Chapter 6 provides a final summary of the analysis, recommendations, and
conclusions. A comparative analysis of SAW-based and conventional thermal flow
sensors are also provided in the chapter followed by recommendations that may provide
useful data in the design of a commercial SAW-based gas flow sensor.
Finally, the bibliography presents a list of the references contained within this
study.
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CHAPTER 2: BACKGROUND RESEARCH
To model the behavior of and to design an optimal SAW-based gas flow sensor, a
review was conducted in different disciplines of technologies. Of importance are the
following areas:


Fundamentals of SAW technology



Latest developments in SAW sensors and SAW-based gas flow measurement



Principle of thermal flow sensors
SAW Technology
Surface acoustic waves (SAWs) are generated and detected by using metallic

interdigital transducers (IDTs) deposited in a vacuum on a piezoelectric substrate. A
typical structure of an interdigital transducer is shown in Figure 2. The fingers of the IDT
are λ/2 distance apart, where λ=v/f. Here, f is the excitation frequency, v is the surface
wave velocity, and λ is the wavelength.
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Input IDT

Output IDT

o

w
VIn

L = 60*o

VOut

L1
Piezoelectric
Substrate
L
o: periodicity
v: velocity of SAW
w: aperture
Finger width = o/4
N: Number of fingers pair

Delay time, td = L1/v
Center frequency, fo = v/o

Figure 2. Schematic diagram of a SAW device (delay line).

When an alternating voltage of frequency f is applied to the IDT, an electric field
is created between adjacent fingers. A strain field is also generated due to the
electromechanical interaction in the piezoelectric substrate; this strain field is an imprint
of the IDT and propagates away from the IDT in both directions as a surface wave. The
surface wave can be detected by a second remote IDT as the SAW passes through it
because the surface wave carries an electric field with it via the piezoelectric effect which
generates a voltage between adjacent IDT fingers. The IDT is a planar structure that can
be made through a single metallization step. The SAW devices are fabricated by means
of planar integrated circuit technology. The growing research in this field has led to new
piezoelectric materials and material cuts that have been optimized for particular
requirements such as temperature stability or large fractional bandwidth.
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SAW devices have been identified as potentially useful for sensing elements
(Ebata & Kinoshita, 1982; Inaba & Wasa, 1982; Hauden, Jaillet, & Coquerel, 1985;
Vellekoop & Visser; 1988; Leblois & Tellier, 2000; Reeder, Cullen, & Gilden, 1975).
The SAW resonator in particular, with its high Q factor, can be used to design a stable
and sensitive sensor. This sensor can be fabricated by creating a feedback path for a SAW
oscillator. The phase and time delay of the frequency of the oscillator varies almost
linearly with applied pressure; this suggests that the oscillator frequency also varies
linearly with temperature, pressure, and/or other physical changes; and since the
information from a frequency output sensor can be easily converted to digital form by a
frequency counter, the SAW sensor serves as a high precision application.
SAW Oscillators
An oscillator circuit consists of an amplifier with a gain A() and a frequency
dependent open loop gain H()=A. The general expression is as follows (Parker, 1982):
(1.)
The expression states that the system will oscillate, provided A = 1. At the
frequency of oscillation, the total phase shift around the loop must be 360o.
A SAW resonator (SAWR) has the potential of being used as a frequency control
device such as an oscillator. The advantages of using a SAWR over LC circuits, coaxial
delay lines, and metal cavity resonators are its high Q, low series resistance, small size,
and good frequency stability. The high stability and spectral purity in the 50MHZ to
1GHZ range of SAWR oscillators have also been reported (Oliner, 1978; Cheng, Dong,
& Feng, 2000)
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A schematic diagram of an oscillator using a SAW as a feedback component is
shown in Figure 3. The conditions for sustaining the oscillations are:


The total phase shift around the loop is 0 or equal to 2n where n is integer.



The total insertion loss of the loop is less than the amplifier gain.

RF-Amplifier
fo
ex
o

o
VS

Matching Coil

Acoustic
Absorber

L = 60*o
L

Bi-directional
& Conversion
Loss

o: periodicity
v: velocity of SAW
w: aperture
Finger width = o/4
N: Number of fingers pair

Propagation
Loss

Bi-directional
& Conversion
Loss

Delay time, td = L/v

Figure 3. Schematic diagram of a SAW delay line oscillator.

The total phase shift around the loop is:
(2.)
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For oscillation to be sustained:
(3.)
where
(4.)
td = time delay of the SAW device
tex = delay time due to the external electric circuit
n = mode integer selected by the frequency passband of the SAW IDT.
Now td >> te, thus:
(5.)
The fractional change in frequency is described as:
(6.)

Ф0 = ωt = 2πfL/vs is the phase shift experienced by a wave traveling from an input IDT to
a similar IDT situated a distance L from it. ФEX is the electrical phase shift associated
with the amplifier and transducers. The acoustic phase shift 2πfL/vs is typically 2002000π which greatly exceeds 2π. Therefore, the oscillator generates a comb of
frequencies w = 2nπc/L with different integer values n.
To obtain a precise frequency control, an oscillator must contain an element
having a phase characteristic which varies very steeply with frequency. In the SAW
oscillator, this element is the delay line which has a transfer phase slope dФ/df
proportional to length. The spacing of the resonant frequencies is f0/N, where f0 is the
center frequency of the transducers, and N is the number of wavelengths contained in L.
Generally, the mode spacing is much narrower than the width of the gain characteristic of
the amplifier so that oscillations can be obtained at a number of different frequencies
separately or even simultaneously. Normally, a single frequency output is required;
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having said that, there are applications in which the simultaneous presence of a set of
frequencies is required. A mode control operation, however, is required regardless of the
frequency.
Single mode operation is ensured when the loop gain is made less than unity for
all but the desired oscillation frequencies. To alternate the unwanted frequencies, an
additional selectivity is built into the device. This is accomplished by making one of the
transducers sufficiently narrow band. Specifically, by making the transducer’s length NTλ
and by spacing its center from the center of the other short transducer by the same
distance, it can be ensured that all of the solutions of Equation (2) will fall on the zeros of
the transducer response. This method of mode control is effective; however, as shown in
Figure 4, half of the average acoustic path lies under the long transducer. For the usual
mark to space ratio of 1:1, a metallic thin film covers one quarter of the path. This causes
a significant increase in the alteration and subsequently decreases the Q factor.
Furthermore acoustic reflections and regeneration may cause serious problems in
such a long transducer and lead to unwanted responses. These undesirable characteristics
are avoided and the location of zeros and length of the long transducer are retained by a
configuration as shown in Figure 4(b). This structure for the SAW oscillator was very
popular, but there have been succeeding studies regarding the SAWR oscillator which
proved to be more advantageous and will be discussed in the following section.
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(a)
N T
Piezoelectric
Substrate

(NT+No)

(b)

N T

No
Resonant Frequencies

Transducer
Response

f
(c)
Figure 4. Strategies for choosing mode propagation; (a) use of a long transducer; (b) use of a long
thinned transducer; and (c) response of transducer in (b) (Lewis, 1974).

Oscillator Stability
There have been many reports dealing with the study of the frequency stability of
SAW oscillators (Matsumoto, Sudo, Sinha, & Niwa, 2000; Cross & Scott, 1981; Bray &
Chu, 1981; Wall & Wainwright, 1975; Joseph, 1976; Miyasaka et al., 1985; Parker, 1982;
Lewis, 1974; Lee, 1979; Penavaire et al., 1980; Shereve et al., 1981; Ebata et al., 1982;
Stokes & Delaney, 1983; Stokes, 1982; Campbell, 1987; Parker & Callerame, 1981;
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Parker, ; Parker, 1979; Allan, Shoaf, & Halford, 1974). SAW oscillator stability is
divided into three regions:
a. Short term (~ one second)
The dominant cause of short term stability is the phase noise or 1/f. The phase
noise of SAW oscillators can be predicted by calculating the Allan-variance of
frequency.
b. Medium term (~ one hour)
c. Long term (~ one year)
Long-term frequency stability has been studied in terms of aging behavior. Two
processes may contribute to long term aging of SAW oscillators: a) random
fluctuations and b) systematic drift. The random fluctuations are due to a random
walk noise, which may be referred to as aging noise, and is less predictable.
Systematic physical processes such as stress relaxation, aluminum oxidation, or
driving current levels, among others cause the more predictable systematic
component. The contributions due to systematic drift can be of the order of a few
ppm/year. It has been found that long-term aging is generally lower on resonators
than on delay lines.
The short-term stability measured within intervals of a second or less is
determined largely by noise. Thus, the performance and the stability of the oscillator can
be seen through its output power spectrum, SRF(). To obtain quantitative insight of
SRF() and hence, other measures of short term stability, the following assumptions are
made:
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1. The oscillator frequency of the oscillator is equal to the center frequency of the
transducer, i.e. 0T = 2πn, where T is the SAW delay time.
2. Amplifier acts as an isolator to suppress unwanted waves traveling round the loop
in the “wrong” sense.
If the oscillator is below threshold and an input signal Vejωt is injected at the input
of the amplifier, then the output will be given by (Shereve, 1981):
(7.)
Here, A(ω) is the amplitude transmission factor round the loop, and T is the delay line.
Also,
(8.)
where G is the amplifier gain and L(ω) is the delay line loss. The output power P(ω)
varies with ω as (Shereve, 1981):
(9.)
The output impedance ROUT of the amplifier is assumed equal to the input impedance.
When A(ω) < 1, this expression is analogous to the response of a Fabry-Perot
interferometer with a series of equally intense peaks at frequencies w  2πn/T. In the case
of SAW oscillator, A(ω) is determined by the transducers, when a mode selecting
arrangement is employed, only one transmission peak at ωo remains.
For the SAW oscillator above threshold, the input to the amplifier is the noise
from its first stage, while A(ω) is determined by the condition:

(10.)
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which yields:
(11.)
Substituting this derived value for 1-A2(ωo) in Equation (9), the output power
spectrum of the oscillator, SRF(ω) can be obtained. Short-term stability can then be
calculated from a plot of SRF(ω) versus offset frequency for a SAW oscillator. Noise
measurements from the plot yield short-term stability and SAWR oscillators exhibit low
values of short-term stability (10–11 from 0.001 to sec). The output power spectrum
SRF(ω) valid for frequencies well within the main lobe of the transducer response can be
expressed as (Shereve, 1981):
(12.)

Therefore, the optimum short term stability can be achieved using the following:
1. A low-noise high-power amplifier
2. A low-loss delay line (since the amplifier gain G2 has to offset this loss)
3. A long acoustic path
One way to express the results is to compute the degradation in Q from wo to an
effective value
(13.)
The variation of Qeff with path length results in the limiting values attainable at different
frequencies. The full potential of the lower frequency SAW oscillators cannot be met
with quartz samples less than 100 cm long, and a SAW resonator is necessary in this
respect.
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L. Penavaire, et al. (1980) studied the short term stability of SAW resonator
oscillators. To achieve the good short-term stability of a SAW resonator oscillator, it is
necessary to optimize the resonator in terms of insertion loss and loaded Q as well as the
associated electronics in terms of noise-figure and flicker noise. The analysis of the phase
noise spectrum is made with the assumption that the only noise source is in the loop
amplifier. The noise power in 1HZ bandwidth to available input power ratio, is given by
(Penavaire et al., 1980):
(14.)
where kT is the thermal noise power in 1HZ bandwidth, NF the noise-figure of the
amplifier of the frequency and a number close to 1. Kf is the parameter characterizing
flicker noise. For a SAWR oscillator oscillating at f0, the transfer function of the loop is
(Penavaire et al., 1980):
(15.)
where fm is the offset frequency. The phase noise spectral density of the oscillator is then
given by (Penavaire et al., 1980):
(16.)

where PSSB and PC are respectively the single side band phase noise power in a 1Hz
bandwidth and the carrier power. F0 is the noise-figure of the oscillator given by F0 =
(NF) × A. A is the insertion loss of the resonator and k is the factor giving the amount of
flicker phase noise of the oscillator.
In order to make an oscillator with a noise floor lower than -175dBc/HZ and a
low noise spectrum close to the carrier (~ 150 dBc/HZ at 1KHz offset), Equation (16)
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shows that it requires a low loss (< 6dB) and high loaded Q (> 20000) and (iii), a loop
amplifier delivering l3 dBm with a noise-figure less than 4dB and a K factor near 10-13.
QUL is unloaded Q and T the transmission gain through the resonator at resonance:
(17.)
This implies that QUL must be even higher than 40,000. The resonator must be designed
so as to minimize all losses such as diffraction, bulk wave radiation, ohmic losses, and
radiation through the arrays. The quoted characteristics of an example of a 120-MHz
resonator are:


reflector type: grooved array



two part structure



transducers type: split electrodes with cosine weighting



number of grooves per array 750



nominal groove depth: 0.0l λ0



distance between transducers (axis to axis): 50 λ0



aperture: 2500 μm (about 95 λ0)



substrate: 36 o rotated y-cut quartz
Encapsulating the resonator in a vacuum eliminates the air loading losses and

therefore QUL is limited only by propagation losses in the material. The resonator thus
fabricated had an insertion loss between 5dB and 6dB, loaded Q’s between 20,000 and
22,000, and unloaded Q’s between 45000 and 50,000.
Increasing resonators unloaded Q would further improve the short term stability to even
figures like –160 dBc/Hz at 1 kHz and a noise floor below –175 dBc/HZ.
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In addition, the short-term stability can be improved by reducing amplifier gain and
increasing amplifier input power.
Medium term stability arises by temperature drifts. The variation of a quartz
SAW oscillator frequency f with temperature T oC is expressed as (Hauden, Jaillet, &
Coquerel, 1981)
(18.)
where a and b are temperature coefficients (TC s) of the first and second order of the
frequency at reference temperature T (25OC) (static thermal behavior), f(To) is the
maximum frequency occurring at temperature T0. This effect can be reduced in two ways:
to use a superior orientation of quartz with a better temperature of delay (TCD) or to
thermostat the oscillator.
Long-term stability is associated with aging rate. The SAW oscillator is an order
of magnitude worse than conventional quartz crystal oscillators. The possible aging
mechanisms are:


The relaxation of strains in the quartz crystal



Atomic diffusion of electrode material into quartz crystal



Miscellaneous dirt effects like the pressure of water or organic layers on the
quartz surface, oxidation of the aluminum film, etc.
W. R. Shreve et al. (1981) observed that the aging rate in SAWR oscillators vary

as the power is varied. They reported their results at power levels from –10 dBm to +20
dBm. The power level was determined by probing the circuit with a vector voltmeter and
checking this value by assuming current limiting in the transistor amplifier. The drive
level of the oscillator was determined by finding the power dissipation in the SAWR. The
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power dissipation could be determined from the SAWR equivalent circuit and the current
through or voltage drop across the resonator independent of the source and load. The
relation between power dissipated in the resonator, Pd and the peak stress is given by
(Shereve et al., 1981):
(19.)

where Jm is a constant of the material, Qu is the unloaded resonator Q, L and W are the
effective cavity, length, and width respectively. This stress, the peak compressional stress
in the propagation direction, can be used to characterize the stress field at the
piezoelectric surface; however, it is accompanied by a stress perpendicular to the
propagation direction T22 and shear stresses T12 and T21. The ratio of these stresses is
determined by the crystal constants and crystal cut. At -7dBm drive level the peak stress
was (2.10.2)x107 N/m2.
The aging results on two part SAWR oscillators indicated that the maximum
stress corresponding to the onset of aluminum migration appears to be 5 to 10 x 107 N/m2
and also appears to vary somewhat presumably due to processing differences between
devices. The aluminum in the center of the cavity migrates and forms dendrites
protruding from the film. The frequencies at high stress level (9 to 11 x 107 N/m2) shifts
dramatically and the oscillators stop oscillating. In those cases, it was found that the
series resistance had increased, the Q had decreased, and the frequency response was
distorted by transverse modes. The increased series resistance caused the oscillators to
quit.
The phenomenon of acousto-migration is similar to that of electromigration
induced by high currents in their aluminum films, and therefore the copper-doped
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aluminum film should improve the film lifetime. The SAW resonators fabricated with
pure aluminum and with copper-doped aluminum were compared in an accelerated aging
system at high stress levels. It was found that doping increases the power handling
capability by at least l2 dBm.
Great deals of efforts have been devoted to studying the frequency stability of
SAW oscillators. The dominant cause of short-term stability is the 1/f or phase noise1.
The phase noise of SAW oscillators can be predicted by calculating the Allan-variance of
frequency. Long-term frequency stability has been studied in terms of aging behavior.
Two processes may contribute to long term aging of SAW oscillators: a) random
fluctuations and b) systematic drift. The random fluctuations are due to a random walk
noise which may be referred to as aging noise and is less predictable. The more
predictable systematic component is caused by systematic physical processes such as
stress relaxation, aluminum oxidation, or driving current levels, etc. The contributions
due to systematic drift can be of the order of a few ppm/year. It has been found that longterm aging is generally lower on resonators than on delay lines.
SAW Sensing Applications
Surface Acoustic Wave (SAW) devices have their most profound impact has been
in the area of signal processing. A simple example is a SAW delay line. An electrical
input signal applied to an IDT produces an ultrasonic signal, which ultimately propagates
to an output IDT. Other signal processing devices include filters (bandpass, notch
matched, inverse, programmable, pulse compression comb), oscillators, resonators,
coders, convolvers, and correlators.
1

The term phase noise is phase fluctuations due to random frequency fluctuations of a signal. Frequency
stability is a measure of the degree to which an oscillator maintains the same value of frequency over a
given time.
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Unique features of SAWs include the concentration of energy near the surface,
the ability to tap or sample waves as they propagate, and the existence of a traveling
electric field accompanying the wave in piezoelectric media. Applications of SAWs
consist of sensing applications, thin-film properties, measuring fields, determining
semiconductor properties, and measuring elastic properties at surfaces. The remote
interrogation of the SAW signal for sensor applications could potentially be another
attractive feature that will propel SAW-based sensors to the commercial success it
deserves.
A block diagram using a SAW delay line (or resonator) stabilized oscillator as a
sensor was shown in Figure 1(b). Since SAW propagation is very sensitive to external
variables (pressure, temperature, etc.), the frequency of the oscillator varies when any of
these parameters is changed. The change in frequency of the oscillator is interpreted in
terms of the external variable to be sensed.
SAW Temperature Sensor
Temperature variations affect SAW properties. In particular, the propagation
velocity to temperature relationship follows a polynomial equation given as:
(20.)
where a0 and b0 are temperature coefficients (TCs) of the first- and second-order of
frequency at reference temperature To (25 oC). Large temperature sensitivity and a good
linearity are possible if ao is large and bo is negligible in Equation (20). For anisotropic
mediums such as quartz or lithium-niobate, the thermal behavior of SAW depends on
three angular parameters (cut angles , ,  ) and propagation direction (Mathews,
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1977). Table 2 lists first- and second-order temperature coefficients of quartz and
lithium-niobate substrates.
Temperature sensors have demonstrated high sensitivity and broad range. If one
considers stability of a SAW oscillator between 310-10 and 10-9/a few seconds,
resolutions in temperature measurement of the order of 10  oC to 30  oC are possible.
Table 2  Temperature coefficients of delay (TCD) for several SAW substrate materials.

Temperature coefficients of various substrates (Mathews, 1977)
Substrate

Cut

First order (ppm/ o K )

Second order (10 -9 /K2)

LiNbO3

Y-Z

-88.4

5.6

LiNbO3

128 o, X

-72

-

Quartz

JCL

18

-1.5

Quartz

LST

28

-2

SAW Gas Flow Sensor
A SAW-based gas flow sensor based on the principle of forced convection has
already been reported in literature (Ahmad, 1985). A SAW gas flow rate sensor can be
realized using the principle of heat transfer with the flow of a gas over the substrate. It
consists of a SAW delay line fabricated on a suitable substrate and a thin-film heater to
heat the SAW device to a suitable temperature above the ambient. The delay line is
connected in the feed-back loop of an RF amplifier creating a delay-line-stabilized SAW
oscillator. When gas flows over the SAW device, it carries away heat thus lowering the
temperature of the substrate. The change in the frequency of the SAW oscillator, which
can be accurately measured, is proportional to flow rate of gas. The device is similar in
principle to a hot-wire or hot-film anemometer.
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The phase velocity v(x,t) of a SAW delay line oscillator in one dimension can be
expressed as a power series:
(21.)
where ao is the temperature coefficient of velocity and T(x,t) is the variation in
temperature along the x-axis with respect to time. When gas flows over the heated
substrate, it carries away some thermal energy and reduces the substrate temperature. The
change in the phase velocity v is expressed as:
(22.)
and the resulting phase difference, , between the input and output transducer is given
as:


(23.)

where 2l is the distance between center of the transducers. If there exists a thermal
gradient between two regions, heat is transferred from a high-temperature region to low
temperature-region by conduction, convection, and radiation processes. A SAW flow
model must account for the heat losses due to all mechanisms of heat transfer. However,
an optimal SAW flow sensor thus must have minimal heat loss due to conduction and
radiation processes.
The author first reported a SAW-based gas flow sensor (Ahmad, 1985). Since
then, many researchers have reported SAW-based flow sensors. These studies have
mostly focused on refining geometries and packaging schemes (Shen, Qin, Huang, 2006;
Nomura, Saitoh, Koyama, 2007; Wang et al., 2011; Wang et al., 2012; Liu, Carlson, &
Magee, 2008; Joshi & Sanfelippo, 1990; Joshi, 1991; Liu & Rahman, 2006). Recent
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papers (Nomura, Saitoh, & Koyama, 2007; Wang et al., 2012) that report SAW-based gas
flow measurements are reviewed and analyses are provided below.
The paper by Tooru Nomur et al. (2007) validated the author’s original paper
(Ahmad, 1985) that a SAW flow sensor based on the principle of forced convection can
be realized. A comparative analysis of this paper with this dissertation is provided is
provided in Table 3. The experimental set up and the summary of results are also
described below.

Figure 5. Experimental setup for mass flow rate sensor (Nomura, Saitoh, & Koyama, 2007).

Figure 6. Phase shift versus mass flow rate (Nomura, Saitoh, & Koyama, 2007).
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Table 3  Comparative analysis of latest research with dissertation.

Reported studies (Nomura et al. , 2007)

Dissertation

1.

Tooru Nomura et al. reported an application of SAW -based
flow rate sensor that utilizes the temperature characteristics
of SAWs. The experiment used a substrate of 128° Y cut X
prop. LiNbO3 (128° YX - LiNbO3) has a relatively large
temperature coefficient of -74 ppm that provides high
sensitivity to small changes in temperature

2.

The sensor described in the paper consists of two channels
of delay lines on a piezoelectric substrate; one being the
sensing channel and the other is the reference channel.
While these two delay lines are maintained at a constant
temperature, the fluid to be measured is applied to the
sensing channel. Heat is then transferred to the fluid,
changing the corresponding delay line’s temperature, and
this change is detected as a change in the SAW’s velocity
(phase
The studies and results are empirical; it lacks exhaustive
analytical and mathematical modeling and/or analyses.

The paper validates the author, Nisar Ahmad's original paper
(Ahmad, 1985) that a SAW flow sensor based on the
principle of forced convection can be realized. The paper is
empirical in nature and lacks exhaustive analytical and
mathematical analyses.
This dissertation’s mathematical modeling is applicable
provided that all dimensions of the set-up are available.
The sensor set up provides design improvements by
including a reference SAW device for compensating any
fluctuation in ambient temperature and stabilizing response
time.

3.

The paper does not provide the analytical and detailed
theoretical analyses that the author is proposing in the
dissertation. The theoretical analyses derived by the author
for the dissertation can equally be applied to verify the
sensor behavior. However, the geometry of the proposed
design is not well defined and/or documented in the paper.
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Wang et al. (2011; 2012) reported a novel SAW-based gas flow sensor that
operates on stress sensitivities of the SAW device. The study, however, approaches the
problem differently from this dissertation work. They propose a SAW flow sensor based
on pressure measurement. The relationship between the flow rate and the pressure
difference along the flow path is utilized to devise a SAW-based flow meter. The
proposed flow meter essentially functions as a pressure sensor. A comparative analysis of
this pressure-based flow sensor and the work proposed in the dissertation is captured in
Table 4.
Table 4  Comparative analysis of latest research with dissertation.

No.

1.

2.

Reported studies by Wang et al.
(2011, 2012)
Wang et al. (2011; 2012) reported a
SAW-based flow sensor that operates
on stress sensitivities of the SAW
device.

The resonant frequency shows hardly
any change with flow rate since there
is no temperature dependence.

Dissertation
This dissertation is on a SAW flow sensor
based temperature dependence of SAW.
The sensor is operated at elevated
temperature and utilizes principle of forced
convection to carry heat and thus result in
change in temperature.
Several SAW substrates such as LiNbO3 has
high temperature sensitivities so the sensor
has high sensitivities and wide operating
range.

Wang et al. (2011; 2012) also derived a detailed theoretical analysis is and
compared the findings with experimental results. ST-X cut quartz SAW delay line device
was chosen for its ultra-high temperature stability. For pressure driven laminar flow, as
shown in Figure 7, the pipe wall is subject to pressure along the flow direction. The
pressure on the wall decreases linearly towards the exit. When a sensor is mounted on the
pipe wall, the sensor will also be subjected to linearly decreased pressure. For sensors
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with small surface area compared to pipe dimension, the pressure can be assumed to be
uniform as shown in Fig. 7 (c). Since flow rate depends linearly on pressure, the flow
meter essentially functions as a pressure sensor.

Figure 7. Schematic view and physics model of flow sensor; (a) schematic view of the pipe and sensor,
(b) sensor is subject to linearly decreased pressure, (c) normal pressure can be simplified as uniform for
small sensor surface area, Wang et al. (2011; 2012).
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Figure 8. Simulation of the substrate deformation under pressure, Wang et al. (2011; 2012).

As shown in Figure 7(a), along the symmetrical line of the substrate, the area
close to the clamped end will be subjected to compression and the area on the center will
be subjected to tension. The IDTs are selected to have a minimal deformation under
pressure and the SAW propagation path is entirely located on tension area.

Figure 9. Designed and completed test setup, Wang et al. (2011; 2012).

The experimental result (Figure 10) shows irregular frequency change with the
increase of the flow rate which is different from the expected frequency decrease. The
output of the sensor is measured in terms of phase change (1o/11.8 mL/min) because of
change in delay time.
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Figure 10. Experimental results (Wang et al., 2011).

The auther (Wang et al. 2011) did not explain why the phase changes appear to be linear
with flow rate, yet, the corresponding frequency change is not.
SAW Pressure Sensor
SAW resonator pressure sensors based on stress sensitivity of quartz have been
reported (Reeder, Cullen, & Gilden, 1975, Risch, 1984; Weirauch, Scwartz, & Bennet,
1979; Dias, 1981). Using a dual oscillator scheme, a non-linearity of 0.18 percent in full
pressure range of 0 to 50 psia was obtained. The scheme also demonstrated a high
temperature stability of -1.7 Hz/ o C from 50 to 100 o C temperature range.
Dias (1981) described a force sensor using a double oscillator scheme.
Temperature compensation and double force sensitivity was obtained by fabricating
SAW delay lines on both faces of the substrate. A force sensor was created by using a
cantilevered structure of a SAW device. When the substrate was deflected, one surface
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was under tension and the other was in compression. The shifts in oscillator frequencies
were thus in opposites directions, thereby doubling the sensitivity. Changes in frequency
caused by temperature variations were in the same direction, however. The forcefrequency experiments on Y and ST cuts are compared to the theoretical calculations in
Table 5.
Table 5  Force-frequency sensitivity of SAW oscillator for two Quartz cuts.

Force-frequency sensitivity of SAW oscillator (Reeder, M. Cullen, D. E., & Gilden, G.,1975)
Orientation

Measured

Calculated

ST, X

1140

1200

Y, X

740

930

The sensitivity of SAW delay lines to hydrostatic pressure is generally small.
Indeed, strains and stress fields are homogeneous in the overall volume of crystal plate.
The strain in terms of pressure P is given as: Si = -iP where
(24.)
and Si,j are the stiffness constants. The sensitivity of ST-cut quartz SAW oscillators
subjected to hydrostatic pressure from 0 to 35 PSI was reported to be 25 Hz/PSI.

Thin Films Properties
Characterizations of thin films are possible from the measured phase velocity of
attenuation of surface waves propagating a thin-film on a substrate. On a pulse-to-pulse
basis it may be determined that the delay time on amplitude of an RF signal that is less
than the transit time through the delay line. Another approach in determining the phase
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velocity is to use SAW oscillator scheme. The frequency shift of SAW oscillator provides
information about a change of phase velocity with high precision.
The phase velocity of surface waves, in layered media, may be related to material
properties. The deposition of electrically conducting materials along the propagation path
will cause surface wave attenuation on a piezoelectric substrate.
One observes a maximum attenuation when the electrical conductivity of the layer
is such that the product of the dielectric relaxation time times the angular frequency of
the surface wave is roughly unity. This occurs because, for those conditions,
piezoelectric fields are most effective at bunching and dragging electrons through the
resistive medium thereby transferring maximum energy from wave. For gold and
aluminum, the attenuation maxima for 20-MHz waves occur for film thickness of
between about 30 and 100 oA.

Thermal Flow Sensors
Hot wire & hot-film anemometers are widely used to measure velocities in the
field of fluid mechanics. A hot-film anemometer is constructed by depositing a thin-film
of metal (such as gold) on insulators (such as quartz or mica) (Polla et al., 1983; Qin-Yi
& Jin-Biao, 1987; Al-Salaymeh & Ashhab, 2006). The principle of operation is based on
convective heat transfer from the heated sensor to the surrounding fluid to measure the
velocity. The amount of heat transferred per unit time is calculated from an electric
signal that is related to the temperature of the sensor. This signal results from the unique
relationship between the temperature and the resistance of the sensor.
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The resistance of the sensing element R is related to its temperature T by:
(25.)
where Ro and To are the average resistance and temperature at a reference condition,
and  is the temperature coefficient of resistivity. An important parameter governing the
operation of hot-film anemometers is the overheat ratio defined as:
(26.)
where T is the temperature of the heated element and To is a reference temperature in
Kelvins. In operation, it is more practical to use a resistive overheat ratio defined by:
(27.)
where R is the resistance of the heated sensor and Ro is the resistance in the reference
state often called the cold resistance. Note that aR = ToaT. A basic circuit for constant
operation, shown in Figure 11, consists of a voltage supply, variable resistor R1, limiting
resistor R2, and sensor R.

R2

R1
R

V

V

Figure 11. A basic circuit for constant current operation (R. M. Rich: Editor, 1981).
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The output of the circuit is the voltage drop V across the sensing element. If the
supply voltage is constant, a change in the resistance R will change the current by:
(28.)
To reduce the current fluctuations to a relatively small value requires:
(29.)
so that R1 + R2 must be large. The fixed resistor R2 should be sufficiently large to
eliminate the possibility of accidentally burning out the wire when either the variable
resistor R2 or the velocity decreases. If the value of R2 is accurately known, the current
through the sensor can be determined by measuring the voltage drop across R2 using
Ohm’s law. With the current determined and the output voltage known, one can compute
the resistance of the sensor and thus the overheat ratio in situ.
The hot-film operates by passing a current through the sensor from an external
power supply. To obtain an electric signal, which is representative of the fluctuating flow
quantities, the hot-film is usually operated so that either the current or the resistance is
held constant. The power input for a constant current operation can be represented as
P(i,R). The time rate of the change of energy within the sensing element must equal the
difference between the power input and the heat leaving the device. The power input to
the sensor, i.e., the Joule heating, is:
(30.)
where V is the voltage drop across the sensor; I, the current through it; and R, its
resistance. Likewise, the energy loss can be represented by the sum of the various types
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of heat flows; this is expressed as F(U,T); where U is the velocity. The heat flow F may
be sum of convection, substrate conduction and radiation terms. Therefore, the energy
equation can be written as (Rich, 1981):
(31.)
where Q is the total heat stored in the element. Letting c, m, and T represent the average
values of the specific heat, mass, and temperature of the sensor, Q can be expressed as Q
= cmT for a hot-film. The value of the specific heat and mass may be some average/the
sensing element and the substrate. It may be pointed out that the mass of the sensing
element in our case is much smaller than the mass of the substrate; therefore, contribution
from the heating element may be ignored. For small temperature fluctuations, the
specific heat is a constant and Equation (31) can be written as:
(32.)
This relation provides the basic differential equation for the operation of hot-wire and/or
hot-film anemometers. The output signal from the hot-wire or hot-film is an electrical
signal proportional to the velocity U. Two major obstacles thwart this: first, the
relationship in Equation (32) is a nonlinear function of the velocity; second, some
additional constraints must be used to eliminate one of the three variables I, T, and U.
The dynamic response of the hot-wire or hot-film is expressed as (Rich, 1981):
(33.)
The time constant M is a measure of this lag, and hence the reason for its name and
importance. The time constant determines how well temperature fluctuations in the hot-
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film correspond to the fluctuations in the forcing function. To have the temperature
fluctuations correspond to the velocity fluctuations uniformly for all frequencies, the time
constant must be zero. This could only occur if the sensing element had zero heat
capacity, as shown by Equation (34).
Prediction of the time constant for the hot-film is a complicated problem. To
calculate the time constant, the heat flux from the sensor must include conduction losses
to the substrate. Thus there are two mechanisms by which the hot-film can lose heat: 1)
by convective loss directly to the ambient fluid, and 2) by conduction through the
substrate and indirectly to the fluid. Two time constants are associated with these
different mechanisms of heat loss. For slow temperature variations, adequate time is
available for the heat to be conducted to an exposed surface and escape, thus both
mechanisms are operative. For rapid variations, the heat has insufficient time to penetrate
the substrate, and only convection losses are important.
Over the past few years, microelectronics-processing technologies have placed
stringent demands on conventional thermal flow transducers (Johnson, G., & Higashi, R.
E., 1987; Polla, L., 1983; Qin-Yi, T., & Jin-Biao, H., 1987; Tabata, O. 1986; Tai, Y.C,
R. S. Muller, R. S., Howe, R.T., 1985; Petersen, K., & Brown, J., 1985 ). Mass flow
measurement by thermal techniques involves flow of the gas through a reasonably welldefined heated flow channel. Flow sensing using polysilicon bridges has been reported
by Tai, Muller, & Howe (1985). Doubly supported polycrystalline silicon beams were
used as thermistor elements to measure the flow rate of air. The thermistor-detector
anemometers consisted of free-standing polycrystalline silicon beams, thermally isolated
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from silicon surface with mechanically supported ends. The use of polysilicon has many
advantages: polysilicon is a part of MOS technologies and can be easily integrated
with on-chip circuitry; it is easily protected by oxide and/or nitride encapsulation
to avoid interaction with corrosive ambient; and it has a temperature coefficient of
resistance (TCR) that can be very large (up to 7% per oC ) if doped heavily. Figure 1(b),
in Chapter 1, shows the cross-section of a polycrystalline silicon microbridge. The
polysilicon beams constructed for flow sensing were 10 m wide, 50 m long and 1.35
m thick, with a spacing of 2 m between the beams and silicon substrate.
The average temperature of operation is between 350oK and 500oK. The
convection coefficient H was found to vary as a vf1/2 where vf is the gas velocity. This
scheme has two drawbacks: the structure of the microbridge is fragile and can make
packaging a problem, and the operating temperatures are high. Johnson and Higashi
(1983) have reported a micro-miniature gas flow sensor on a silicon chip. The transducer
consists of a central thin-film heater and two identical temperature-sensitive resistors
located adjacent to the heater. All of the elements are supported by a thin dielectric film
and are suspended over a silicon etch pit in a 0.067 inch chip, as shown in Figure 12. A
gas flow cools the upstream resistor while heating the other located downstream. The
common mode operation is achieved by the symmetrical nature of the arrangement (see
Figure 13).
Any offsets due to interfering factors such as minor variations of temperature, gas
composition, supply voltage, and ambient pressure are minimized using this
configuration. The sensitivity of the sensor is very high. Small air flow velocities produce
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large temperature changes in the sensor resistor. The characteristics of the sensor are
illustrated in Figure 14. The response of the device can be optimized over a wide range of
flow rates and differential pressures by varying the cross-section and length of the
channel. The output voltage can be calibrated either in terms of average velocity through
the channel, mass flow, or differential pressure between input and output ports. As a mass
flow sensor, the response is quite independent of ambient pressure and temperature
variations, and only slightly sensitive to molecular species variations. Some
disadvantages are:
1. The package design must incorporate a well-designed housing and flow channel
to provide an accurately reproducible flow over the chip, and to protect the
microstructure elements in the application environment.
2. The sensor must be protected from dust in the gas stream. The sensor
microstructure is in the plane of the silicon chip surface, and is not immersed
centrally in the gas stream, it is highly tolerant of micrometer-sized particles that
can flow over the chip surface.
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Figure 12. Scanning electron microscope view of the flow sensor microstructure suspended over an etch
pit in Silicon, Johnson & Higashi (1983).

Figure 13. Cross-section of the flow sensor microstructure , Johnson & Higashi (1983).

Figure 14. Response characteristics for mass flow for air, carbon dioxide and methane (Arpaci & Larsen,
1984).
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Figure 15. Structure of a silicon flow sensor chip (Tabata, 1986).

A mass-flow sensor using micromechanical bridges in silicon has been reported
by Petersen & Brown (1985). The bridges are suspended over channels etched in silicon.
The purpose of the investigations was to optimize strength, minimize thermal losses to
the supporting substrate, maintain structural stability under high gaseous velocities,
provide very high corrosion resistance, and simplify fabrication procedures. The thermal
resistance from the bridge to the substrate is 10,000oC/W. This feature makes it possible
to operate thin-film resistive element at greatly reduced temperature (25oC above
ambient) while having a fast response time. This sensor has invoked much interest and
was featured on the cover of Sensors magazine (August 1987 issue). The sensor is
realized by micro-machining the silicon. A brief description of the fabrication is
summarized:


Start with heavily Boron doped, p type, [100] oriented, silicon wafers. The p+
silicon layer also functions as an etch-stop.
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The height of the flow channel was defined by growing a 70 m thick epitaxial
layer. A dielectric film was deposited, and the channel region was defined by
etching through the dielectric film into the epitaxial layer.



A corrosion-resistant silicon nitride was grown on the channel region.



The wafer was metalized to a thickness of about 0.2 mm. The metal film was
etched into meandering resistor patterns with line-widths of about 7 m and with
a resistance of about 1000 ohms per bridge element.



The etched metal pattern was fully encapsulated by depositing a dielectric film to
protect thin-film resistors from the environment.



Gold film was deposited and patterned for bonding.



The bridges were formed after the bridge pattern was etched completely through
the two insulating layers and the exposed silicon was anisotropically etched down
to the p+ etch-stop layer.



To coat and protect the bare silicon itself, a final insulating layer was deposited
over the wafers, and then etched away from the bonding pad areas.



Finally, two wafers were aligned, clamped, and bonded with an intermediate
adhesive layer. Since the bridge elements were protected by the bonded ‘cap’
wafer, ordinary sawing procedures can be employed to dice the wafer assembly
and to expose the electrical contacts pads.
Osamu[56] has reported a fast-response silicon flow sensor with a robust thermal

isolation structure. The isolation structure is made of a 20 m thick silicon nitride (Si3
N4). The structure of such a sensor is shown in Figure 12. The membrane is supported on
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a frame of silicon. The chip has two platinum (Pt) thin-film resistors, a heating element,
and a fluid temperature sensing element on its top surface. The heating element is placed
on the membrane, and the sensing element is placed on the rim of the chip. The
fabrication consists of a 5-steps procedure:
1. The substrate is a p-type, [100] oriented silicon wafer having a thickness of
360 m and of 40 W-cm resistivity. The porous silicon is formed by anodic
reaction in 50 % hydrofluoric acid (HF).
2. Oxidation of the porous silicon is performed at 1000 o C for 15 min in wet O2
ambient,
3. The Si3 N4 film with 2000 oA thickness is formed by low pressure chemical vapor
deposition (LPCVD). Arrays of windows are formed in Si3 N4 on the backside of
the wafer using reactive ion etching (RIE),
4. 500oA thin-film of Pt is deposited by dc sputtering and is patterned using a liftoff.
5. Finally, the membrane is formed by etching the exposed silicon on the back side
of the wafer in anisotropic etching solution containing potassium hydroxide
(KOH) and water.
Response time for a step change of air flow velocity from 0 to 10 m/s is about 10
msec. Qin-Yi and Jin-Biao, (1987) reported a CMOS flow sensor with constant chip
temperature (CCT) operation. Under flow conditions power dissipation of the heated
CMOS transistor will change. The power needed to keep the chip temperature constant is
used to measure the flow rate. Silicon integrated flow sensors based on differential
temperature measurements depend on chip size. The sensitivity for smaller chip size is
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low, and optimum size for flow measurement is about 6 x 8 m2. These result to lowyields, high costs, and a mismatch between the temperature-sensitive devices located at
the two ends of the chip.
The constant chip temperature (CCT) employs MOSFETs as the temperaturesensitive element as well as heat source of the chip. When the fluid flows over the
heated sensor chip, the power consumption of the heating transistor must be increased
in order to keep the chip temperature constant. The change of power consumption of
the heating transistor is interpreted in terms of fluid velocity. Input impedance of a
MOSFET is very high; the MOSFET’s high output power can be controlled by an
extremely small input power. The power consumption of the chip is expressed in terms of
fluid velocity vf1/2 and temperature difference (TG - Tf) as (Qin-Yi & Jin-Biao, 1987):


(34.)
where I is the thermal conductivity of the fluid, Pr is the Prandtl number,

is the

kinematic viscosity of the fluid, L is the chip length along the flow direction, A is the
chip area and RT is the thermal resistance of the chip.
The power supply voltage VDD is constant; therefore the total current I, in the chip
represents the power consumption of the chip. If the temperature difference (TC - Tf) is
unchanged, then the current difference I for keeping the chip temperature constant is
proportional to the square root of the flow rate vf. The typical response time to a step
change in flow rate of 24 cm/s at TC = 43oC and Tf = 30oC is 40s.
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Thin Film Heater
An important application of thin film resistors is their use as stable heating
sources. The characteristic of thin films may differ from the characteristics of the same
bulk material. Properties such as resistivity, conductivity, dielectric constant, and
temperature coefficient vary with method of deposition, film thickness, substrate
material, and substrate surface properties. Generally, above 400oA, the film properties
usually approach those of the bulk material. The most popular thin film resistor materials
are nickel-chromium (Nichrome), tantalum nitride, and chromium-silicide. Radiofrequency (RF) sputtering of films is preferred over vacuum deposition, because the RF
sputtered film retains the composition of the source material. For many applications, ratio
tracking of resistance with temperature in a circuit may be more important than the
absolute changes with temperature. The absolute temperature coefficient of resistance
and ratio temperature coefficient of resistance in ppm are defined below (Ashcroft, 1976).
(35.)

where RT2 = resistance at temperature T2; and RT2 = resistance at temperature T2
(36.)

Where

and

= ratio of resistance RA and RB at temperature T1

= rthatio of resistance RA and RB at temperature T2

Well-designed film resistors, both nichrome and tantalum nitride, have ratio
TCR’s less than 2 to 5 ppm/oC. Power dissipation and voltage stress may impose
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restrictions on resistor size. Rule of thumb design guidelines are 50 watt/inch2 and 1V/mil
although, under certain circumstances, these figures may be exceeded.
The resistance value is generally kept below the design value and later trimmed to
the required value. In cases where sheet resistance is constant over the entire substrate, all
the resistors on it can be trimmed in one step (substrate trimming) either by a) a heat
treatment which changes the resistivity through annealing or through grain boundary
oxidation or b) thickness reduction by RF sputter etching or anodic oxidation (wherever
possible). The latter has an additional advantage of providing a protective layer on top of
the resistor. In cases where substrate trimming is not feasible, as when local sheet
resistance varies from one resistor to other, individual resistor trimming is employed. In
addition to heat treatment and anodic oxidation, an individual resistor may also be
trimmed by changing its geometry by removing a portion of the film completely, for
example, by burning using a laser beam (laser trimming) or by abrasion; whereas
trimming by heat treatment also changes the TCR, trimming by other means does not.
Refractory metals like tungsten and niobium alloys make exceptionally stable
resistors by sputtering them in controlled atmospheres (Hamilton & Howard, 1975).
Their refractory nature provides thermal stability to films, implying that the imperfections
frozen in during deposition do not anneal out during their operational life. Stability
against oxidation is provided due to their ability to form tough, self-protective oxides on
the surface either by thermal oxidation or by anodization.
Amorphous-like/disordered thin films of tungsten (W), Moledenum (MO), and
Rhenium (Re), deposited by ion-beam sputtering, having a resistivity  100 μm cm and a
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very small (<50 ppm/ o C) TCR, are attractive for resistors. With thin film capacitors and
insulated crossovers using tantalum oxide making it possible to base RC technology
completely on Ta. It has also been found that the film composition corresponding to Ta2N
exhibits maximum stability during load-life tests. Rhenium is another refractory material
that has been used for fabrication of resistors. These differ from Ta resistors in that the
films used are ultra-thin and the high resistivity arises due to discontinuities in the islandlike structure of the films. Good stability is achieved with a protective overlayer of
2000oA thick silicon monoxide (SiO).
Cermets are another important class of materials for resistor fabrication. A large
number of such metal-dielectric systems have been investigated, the most promising
being Cr-SiO. Thin films of these materials can be prepared by flash evaporation, RF
sputtering, and diode sputtering. The resistivity of these films is strongly dependent on
the composition of the cermets and the amount of disproportion and lies anywhere
between 103 to 105 μOhm-cm. An important property of cermets is that high resistances
are obtained without large negative TCR values.
The most commonly material used for metallization purpose is aluminum. The
resistance of evaporated aluminum thin film is determined by the resistivity of aluminum
and the thickness, length, and width of the interconnection according to familiar
resistance relation:
(37.)

where
 = metal resistivity
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l

= connection length

w = connection width
t

= film thickness

Thickness and resistivity are combined and may be expressed in terms of sheet
resistance:
(38.)

For example, sheet resistivity of 1500oA thin film of aluminum is 0.187  per
square. The values of sheet resistance for various metals are listed in Table 6. While
relatively this may seem to be relatively small, this can be used to realize thin aluminum
heating elements.
Table 6  Sheet Resistance of metal films (Seidman, 1983; Ashcroft, 1976; Hamilton & Howard, (1975).

No.

Metal

Bulk Resistivity

Sheet Resistance for

(μOhm-cm)

1000 oA

1.

Copper

1.7

0.20

2.

Gold

2.4

0.27

3.

Aluminum

2.8

0.33

4.

Palladium

11

1.30

5.

Titanium

55

10

6.

Palladium-Gold (50-50 Alloy)

21

3

7.

Nichrome

100

15

The above resistance relation holds as long as the film is thick enough for
conduction to take place directly along the aluminum film. For very thin films (hundreds
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of angstroms), the conduction mechanism changes because of greater distance between
nucleation sites of aluminum composing the film; consequently for thin films the
effective resistivity is greater than 2.8 x 10-6  cm.
Thin films of aluminum with high electrical conductivity are ideally suited for
contacts and interconnections. The films can also be used for the fabrication of resistors.
Extensive use of aluminum films for integrated-circuit connections has led the discovery
of new high current density effects in thin metal films (Chopra & Kaur, 1983). One such
phenomenon, electromigration, is a progressive failure of interconnection during
continuous operation. Consider a typical integrated-circuit interconnection, 1500oA thick
and 1 mil wide. For a 5-ma current flow in the connection, the current density in the
aluminum film is l.3 x 105 A/cm2. At current densities of this order and larger, two effects
may contribute to the failure of aluminum interconnections. The first is the transport of
aluminum by momentum exchange with electrons. It has been proposed that the
thermally activated aluminum ion gain energy from collisions with electrons and is
transported away from the contact area. Since there are no aluminum ions available to
fill the vacancies created by the departing ions, these vacancies cluster and form a void,
which eventually extends across the aluminum stripe, causing a failure.
Thin aluminum film on silicon also suffers failure due to transport of silicon in
aluminum. At the contact regions, silicon dissolves in aluminum until the solid solubility
limit is reached. Because the activation is about 70 percent that at aluminum in
aluminum, it is proposed that the silicon is readily activated and is swept away at the
positive end of the stripe from the contact area by the force resulting from the rate of

53

momentum exchange between activated ions and electrons. More silicon can dissolve at
the contact. It is thought that as silicon is transported down the film, some regions or the
film may become supersaturated with silicon, causing the growth of silicon crystallites,
which weaken the film and lead failure.
The failure rate of aluminum films can be reduced by the deposition of several
thousand angstroms of glass over the aluminum. The presence of glass reduces the
diffusion of aluminum at the aluminum surface. Theoretical analysis predicts that the teen
time to failure for aluminum films is related to the current density (Chopra & Kaur,
1983):
(39.)
where
MTF = mean time to failure in hours
J

= current density

A

= constant relating to the properties of metal



= activation energy for aluminum in aluminum

Experiments performed on glassed aluminum films indicate that the mean time to
failure is given by (Chopra & Kaur, 1983):
:
(40.)
The properties that make aluminum very desirable include:


It is a good conductor (only silver, copper, and gold are better)



It has a relatively high eutectic temperature with silicon (577 0C)
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It adheres well to both silicon and silicon dioxide



It is easy to evaporate and etch.

One major problem, however, is the reaction of aluminum with gold and silicon to
form binary and ternary compounds of the three materials. Since gold wires are often
used to make connection between aluminum connections on the chip and the header
connections, and since the gold-aluminum reaction causes the connection to fail, this can
be a troublesome problem. Failure also occurs as a result gold-aluminum-silicon
compounds, which can form a wire bond on the chip, since silicon is present in the SiO2.
It is therefore desirable to use aluminum bonding wires.
The optimum power density for any resistor material is a function of the resistor
material, the substrate, and any conductive films on the substrate and external heat sinks.
The resistor material itself affects the power density in that it imposes an upper limit on
the temperature of the film because of stability considerations. The temperature of the
resistive film is given by:
(41.)
where TA is the ambient temperature, Q is the power dissipation and kS is the thermal
conductivity of the substrate to an infinite heat sink.

55

CHAPTER 3: HEAT TRANSFER THEORY FOR FLAT ENCLOSED PLATE
In this chapter, heat theory applicable to enclosed flat plate with an embedded
internal heat source will be described. Following this, a theoretical model of heat transfer
applicable to this research will be developed.
If there exists a thermal gradient between two regions, heat is transferred from a
high-temperature region to a low temperature-region by means of conduction,
convection, and radiation processes. If an infinitesimal volume element has an internal
source of heat generation, the temperature may change with time. The equilibrium
equation for the infinitesimal element is expressed in terms of the rate of internal heat
generation, energy conducted out of the system, and change in internal energy; the energy
balance equation can be expressed as (Bar-Cohen, 1983):
Energy Storage = Energy Generation + Net Heat Transfer

(42.)

Assuming that the substrate/crystal thickness tS is small compared to its length, L;
the variation of temperature/thickness can be neglected; hence, the sensor temperature TS
may be assumed to be a function of only  and time t.

, where L lies between ξ=0

and ξ=1.
The transient (momentary) heat balance in the sensor can be written as (Jian-Bio, July
2007):


(43.)

, where L lies between ξ=0 and ξ=1; qh refers to the heat generation and qf refers
to the convective heat loss. S, cS, tS and kS refer to the density, the specific heat,
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thickness, and the thermal conductivity of the substrate material, respectively. Finally, x
represents the distance from which the flow has travelled over the surface.
The first term on the right-hand side of the equation represents the redistribution
of heat due to the thermal conduction of the substrate material. The heat transfer due to
flow qf and the heat generation qh are both expressed as heat flux per unit surface area.
Equation (43) contains the time-transient effect, caused by the redistribution of heat in
the sensor due to conductive heat flows.
The energy balance equation that includes heat transfer by conduction,
convection, and radiation is given by Bar-Cohen et al. (Bar-Cohen, 1983):
(44.)
The rate of energy supplied is equal to the rate of energy carried away from a substrate by
conduction, convection, and radiation. The heat transfer theory for enclosed flat plate
geometry with an embedded heat source is applied to develop a model for calculating the
steady state contributions of each component of heat transfer present in Equation (44).
The model has the following components:


Conduction losses



Free Convection Losses



Forced Convection Losses



Temperature Distribution Model



Response Time
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Assumptions
1. The flat plate, functioning as the SAW substrate, has an internal heat source. The
heat source is a thin-film heater fabricated at the middle of a rectangular substrate.
2. The thermal properties like thermal conductivity stay uniform within operating
range.
3. To avoid thermal conduction losses, the flat plate must have high thermal
isolation with surrounding.
4. There are steady state laminar flow convection conditions.
5. Thermal derivation are rendered to:


Quantify input (power) sources



Quantify output (heating dissipation) sources with and without flow
conditions



Determine temperature distribution for thermal characterizations



Derive time response

6. The model can be applied to a wide range of substrate and flow set-up
geometrical dimensions.
A model based on the energy balance equation as applied on flat plate geometries
with an embedded heating source is utilized (Figure 16). In addition, heat transfer
mechanisms for the flat plates in enclosed spaces for several boundary conditions were
investigated. Heat transfer mechanisms under laminar flow which includes mixed
convection, thermal properties of gas, and entrance effect were investigated and included
in the model (Bohn, 1986). This section describes a theoretical treatment to predict the
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temperature rise of the flat plate crystal for a given input power to the heater element at
steady state.
The steady-state temperature of the SAW substrate can be determined by
quantitatively solving Equations (43) and (44). The conduction process is characterized
as occurring within a solid body or between two solid bodies in contact. The rate of heat
transfer, QCOND, is proportional to the temperature gradient:

(45.)
where k is the thermal conductivity and T/x is the temperature gradient in the direction
of heat flow.
In the convection process, the heat transfer occurs due to the motion of a fluid
over the surface of a body. The rate of heat transfer, QCONV is dependent upon the rate at
which the heat is carried away. If h is convection coefficient of heat transfer, A is surface
area, and T is change in transfer due to convection, the QCONV is given by:
(46.)
and QRAD, exchanged between two bodies at temperatures T1 & T2 is computed as follows
(Kreith & Bohn, 1986):
Q
where  is the Stefen-Boltzmann constant,  is the emissivity, d is the separation
between the bodies, and A1, A2 refer to the respective surface areas.

(47.)
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To derive the temperature distribution and thus the average temperature,
published heat flow model were applied (Tai, 1985). Similar arguments hold for
temperature response analyses (Giarratano, 1984). Assume that a substrate/crystal with
flat geometry is suspended in the air with high isolation due to contact area and that the
sensor thickness tS is small compared to its length. This renders the variation of
temperature/thickness as insignificant; thus, the sensor temperature TS may be assumed to
be a function of only  and time t.
Equation (43) presents the time-transient effect caused by the redistribution of
heat in the sensor due to conductive heat flows. Using the method of variable separation,
the time-dependent function is expressed as a Fourier series which results to a solution
for the response time. Fourier number at time t is defined as ratio of the rate of heat
conducted to rate of heat stored at that time.
Where,

, where

is the thermal diffusivity (m2/sec), a

material-specific quantity depending on the thermal conductivity k, the mass density ρ,
and the specific heat capacity cS (Kreith & Bohn, 1986). The response time
(Giarratano, 1984):
(48.)
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Figure 16 Enclosed flat plate with embedded heat source.

The steady-state temperature of a substrate can be determined by quantitatively
solving Equation (42).
Table 7  Listing of variables and constants (Guang-Ping Shen, 2006).

Thermal Parameter

Unit

Electrical Parameter

Units

Temperature (T)

o

Voltage (V)

Volt (V)

Heat Flow (q or QHTR)

Watt (W)

Current (I)

Ampere (A)

Heat (Q)
Thermal Resistance (R)
Heat Capacity (C)

Joule = W*sec
o
K/W
J/oK

Charge (Q)
Resistance (R)
Capacitance (C)

Coulomb = A*sec
Ohm ( ) = V/A
Q/V = A*sec/V

K
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An electro-thermal analog circuit of the set-up is drawn in Figure 17. Heat
transfer by conduction, free convection, and radiation take place in parallel with respect
to one another. Thermal resistance of each of the dissipating source will be computed.

RTOP

RR

RS

RLS
RBOT

RHTR

RVER

RCH
q

RCNCT

Figure 17  An electrothermal analog equivalent circuit for the setup in Figure 16.

Theoretical temperature rise at various nodes in the circuit of Figure 17 can be
predicted once the values of the thermal resistance’s are known. In Figure 17, q is heat
flow (watts), RCH is constriction resistance proposed by Mickic (Bar-Cohen, 1983), RHTR
is the thermal resistance of heater element, RS is thermal resistance of the substrate;
RCNTC is the contact resistance between the substrate and flow cell; RBOT is convection
thermal resistance from the bottom of the substrate; RVER is convection thermal resistance
from the side walls of the substrate; RTOP is convection thermal resistance from the top
surface of the substrate; RR is the radiation thermal resistance of the substrate and RLS is
the is thermal resistance from the lid to substrate holder/flow cell.
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Theoretical Derivation
Variables and Constraints
A list of the variables, constants and constraints used to derive the theoretical
model is provided in Table 8.
Table 8 - Listing of variables and constants

Parameters (Bar-Cohen, 1983)

Descriptions

c = 1.005 x 10 J/kg o K

Specific heat of air



Emissivity of a material

g = 9.8 m/s 2

Acceleration due to gravity

k = kf = 0.026

Thermal conductivity of air

kh = 204

Thermal conductivity of aluminum (heater)

L = LC (or LCK or LCS)

Characteristics length of SAW substrate. Mean of
width and length of a plate

Lh = 0.1 x 10-6 m

Thickness of thin-film heater

LS or LL or tS

Thickness of the substrate

Pr = 0.708

Pandtl number of air

 = 1.98 x 10-5 kg/m s

Viscosity of air

 = 1.1774 kg/m3

Density of air

=

Kinematics viscosity of air

= 15.68 x 106 m2 /s

 = 0.221 x 104 m2 /s

Thermal diffusivity of air

 = 0.00338 o K-1

Coefficient of thermal expansion of air

 = 5.67 x 108 W/m2 K4

Steffan-Boltzmann’s constant

x, y

Cartesian coordinates (x measured from channel
inlet).

Thermal Resistances
1. Conduction Components, RCOND: Substrate (Crystal) + Contacts
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2. Convection Components, RCONV: Horizontal (top and bottom) + Vertical (sides)
3. Radiation Components, RRAD: Horizontal + Vertical
4. RLS is lid to substrate holder resistance; it is assumed negligible for large metallic
area
The derivation of each of the component of thermal resistances listed above under
free and forced convection steady states is carried out as follows.
Conduction Losses
Mickic (Bar-Cohen, 1983) has proposed a method for the determination of the
temperature at discrete heat sources on the face of a conducting medium. As noted in
Figure 3, the heat will diverge from the concentrated area under the heat source. This, for
a heat source of constant magnitude, gives rise to what is called a constriction effect; as a
result, the temperature just under the discrete heat source Tj is given by:
(49.)
where To is the temperature that would be obtained if all of the heat were spread over the
entire area and TC is the constriction effect as shown in Figure 4.
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q

z

Figure 20  Discrete heat source on the face of a conducting medium.
Surface
Temperature, To

TC

Figure 19  The constriction effect allows the calculation of the temperature directly under
the heat source by adding TC to the average surface temperature obtained by spreading
the heat over the entire surface.

q
2a

2b

2d

q
2c
Figure 18  Short strip heat source on finite conducting medium, Mickic (Bar-Cohen, 1983).

Conduction Thermal Resistances (Bar-Cohen, 1983):
Substrate thermal resistance:
(50.)
Contact resistance:
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(51.)
Heater thermal resistance:
(52.)
Constriction thermal resistance, Mickic (Bar-Cohen, 1983):
(53.)
where,
(54.)
(55.)

(56.)

(57.)

The constriction resistance RCH is caused by thin film heater on the substrate (crystal).
Free Convection Losses
In natural or free convection, temperature and density gradients are produced by
heat transfer due to the temperature difference between a stagnant fluid and the surface of
a body. Fluid motion is the result of buoyancy forces arising from temperature and the
density variations within the fluid. In natural convection, the velocity is zero at the heated
body, but increases rapidly in a thin boundary layer adjacent to the body. If  is the
density of the cold undisturbed fluid and  is the density of the warmer fluid, the
buoyancy force per unit volume in earth’s gravitational field is ( -  )g where g is the
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acceleration of gravity. The density differences are related in terms of the coefficient of
volume expansion of the fluid by  by the following definition (Kreith & Black, 1980):
(58.)
where V is the volume. For an ideal gas,  = 1/T. Therefore, the buoyancy force for an
object at temperature TS will be g(TS - T ). The three parameters (, g, and ) in
Equation (58) are used to relate data for heat transfer in natural convection:
Nusselt Number is defined as the ratio of heat transferred from surface to heat
conducted away by fluid (Kreith & Black, 1980):
(59.)
where h is the convection coefficient, LCK, is the characteristic length of the
plate/substrate, and k is the thermal conductivity of air.
(60.)

(61.)
where, 

,  is dynamic viscosity,  is kinematic viscosity,  is density

Table 9 - Free Convection Parameters (Bar-Cohen, 1983).

Parameter

Formula

Interpretation

Prandtl Number:

Ratio of fluid velocity boundary layer
thickness to the fluid temperature
boundary layer thickness.

Nusselt Number:

Ratio of heat transferred from surface to
heat conducted away by fluid.
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Grashof Number:

Ratio of fluid buoyancy stress to viscous
stress, which approximates the ratio of
the buoyancy to viscous force acting on
a fluid

All the parameters used in the above equations are defined in Table 8. The
average Nusselt number is related to the Grashof and Prandtl numbers by the following
equation (Kreith & Black, 1980):
(62.)
The Grashof number is to natural convection what the Reynolds number is to forced
convection. In addition, the magnitude of the Grashof number serves to indicate what
region the flow is in (laminar, transitional, or turbulent). For a flat plate, the critical
Grashof number for transition ranges between 108 and 109 (Bar-Cohen, 1983). A Grashof
number with a value higher than 109 would initialize a turbulent flow in natural
convection; on the other hand, a value of less than 108 would signify laminar flow.
Free Convection in Enclosed Spaces
Heat will flow across the air gap by conduction and/or convection in parallel with
radiation.
Case 1:
A fluid is confined between two large horizontal plates spaced a distance s apart.
If the lower plate has a lower surface temperature than the upper plate, the process is one
of pure conduction across the fluid layer (Bar-Cohen, 1983). If the end-effects are
neglected and if the driving temperature difference is taken to be the difference in the
plate temperatures, the Nusselt number is unity (Bar-Cohen, 1983):
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(63.)
Case 2:
For air confined between horizontal plates with the lower plate hotter than the
upper plate, Jackob (Jakob, 1949) recommends the following correlations for the average
Nusselt number, where the characteristic dimension is plate spacing s. The Grashof
number based on the gap dimension dictates the actual mechanism and for horizontal air
gaps2 (Bar-Cohen, 1983):
(64.)
(65.)
where the Grashof number is defined as (Bar-Cohen, 1983):

=
where, 



(66.)

,  is dynamic viscosity,  is kinematic viscosity,  is density.

The properties are evaluated at the average of the two plate temperatures, and the
driving-temperature difference is the difference between the surface temperatures of the
plates. When s, the spacing of the horizontal gap, is small (GrS < 1700), the heat flow is
primarily by conduction and the NuS number is equal to unity:
(67.)

2

A Grashof number with a value higher than 109 would initialize a turbulent flow in natural convection; on
the other hand, a value of less than 108 would signify laminar flow.
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where,

; thus, to establish the conductance across the gap, the following criteria

must be met:
1. Below GrS = 1,700, use the pure conduction mode employing the relation:
(68.)
2. For 1,700 < GrS < 10,000, use Figure 6 to establish Nu:

(69.)

3. For Gr = 10,000, use:
(70.)
where NuS can be computed using Equations (67).

Nusselt Number Nu= hs/k

5
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4
3

Vertical Layer
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Grashof number based on gap width, GrS

Figure 21. Heat transfer through enclosed plane air layers (Jakob, 1949).

Vertical Spaces
For vertical air spaces between two plates spaced a distance s apart of height L in
the vertical direction, Jackob (Jakob, 1949) recommends the following relations:
(71.)
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(72.)

and

(73.)

For Equations (71) - (73) to hold it is required that

> 3. For values of < 3, the surface

coefficient for a vertical surface of freely convecting in a large fluid applies. Miyamoto et
al. (1985) has reported free convection heat transfer from vertical and horizontal short
plates in the range of Grashof numbers smaller than 105. The average Nusselt number of
vertical short plates of height "l" was approximated by the following relation (Miyamoto
et al., 1985):
(74.)
for Pr = 0.72 and 15  Grl  27,000; where the Grashof number is given by:
(75.)
The electro-thermal analog circuit in which the air gap heat transfer and radiation
from the substrate to the lid of the substrate are taken into account is shown in Figure 17.
The radiation across the air gap can be calculated as (Kreith & Black, 1980):
Q

(76.)

Here, one may assume that the SAW substrate is in full view of the top aluminum lid so
that FA = 1.0 and for parallel planes:

(77.)

For the SAW substrate, consider that its surface mostly has aluminum overlays because
of the inter-digital transducers (IDTS) and heating element. Taking emissivity value of
0.04 for Al, FA = 1, T=273+25=298oK, and with =5.6710-8 W/m2K4,
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Equation (76) yields
Q

(78.)

The radiation losses are calculated using Equation (78)3.
Forced Flow
The flow response of thermal flow sensors is generally proportional to the square
root of the velocity of the fluid (gas), vf1/2 (Jakob, 1949; Kays, 1986). The constant of
proportionality is determined by the flow conditions (laminar, turbulent, and/or mixed),
the geometry of the flow sensors, and the operating conditions (temperature, etc.).
The problem of heat transfers from a heat source in a wall and isothermal heat
sources embedded in a large substrate have been studied (Ramachandrin e. a., 1985).
Solutions were obtained by applying conjugated processes. The studies were carried out
for various values of

where kS and kf are the thermal conductivities of substrate and

fluid, respectively. The results are significant when

>> 1. For

 100, more than

90% of the heat is transferred to the substrate which, under steady-state, is lost by
convection. For substrate materials under consideration, the value of

 160; it can be

assumed that almost all of the heat is transferred to the substrate. Under steady-state
radiation losses are assumed to be negligible and then the heat will be carried away by
convection. To analyze forced flow results, following assumptions are made:
1. Sensor is operating at a constant heat flux (it was assumed that the heat flux was
constant)
3

The radiation loss occurs from both top and bottom surfaces of the SAW substrate
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2. Temperature-dependent properties of the gas were included
3. Entrance effects were ignored
4. Laminar flow was assumed at flow rate
5. Forced convections losses from the side walls of the SAW were ignored
Mixed Convection Effects
Density gradients occur in any heat transfer process, and field natural convection
currents arise in the presence of a force. If the forced convection effects are large,
influence of free convection may be negligible. Similarly, when the natural convection
forces are strong, the forced convection effects may be negligible. If both effects are of
the same magnitude, then the heat transfer consists of both the natural convection and
forced convection (Ramachandrin, 1983):
(79.)
The ratio

gives a quantitative indication of the influence of buoyancy on the forced

convection (Ramachandrin, 1983); this may be better understood by considering the ratio
of buoyancy to inertial forces

. The buoyancy force is roughly given by:

(80.)
where  is the density differential in a cube of side L. The inertial force on a surface of
side L in a flowing stream of normal velocity U is (Ramachandrin, 1983):
(81.)
thus,
(82.)
which can be rearranged to give:
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η

(83.)

η
When the Grashof number, Gr, is equal to or greater than the square of the
Reynolds number, Re, natural effects cannot be ignored compared to forced convection.
Lloyd and Sparrow (1979) performed a study on a constant temperature vertical plate and
concluded that the influence of natural convection is less than 5% of the forcedconvection prediction if

< 0.1 for Pr = 1. Mori (Mori, 1961) analytically found that

the natural convection effects were less than 10% for a horizontal plate in laminar forced
convection of air if

< 0.083. The effect of forced convection on free convection is

less than 10% for the local heat-transfer coefficient in laminar flow over a vertical plate if
> 4 for 0.73 < Pr <10 (Chen, 1979).
Chen et al. (1977) reported analytical studies on the effects of buoyancy on
laminar forced convective flow over a horizontal flat plate. The buoyancy effects were
significant for

> 0.05. For

= 0.5, the increase in the Nusselt number due to

buoyancy is about 27%.
Ramachandrin et al. (1983) reported the effect of buoyancy on forced convection
heat transfer for a wide range of Prandtl numbers. They found that fluids with lower
Prandtl numbers are more sensitive to the buoyancy parameter while fluids with higher
Prandtl numbers are more sensitive to forced convection parameters.
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Entrance Effects
When a conduit is short, entrance effects are important. As a fluid enters a duct
with uniform velocity, the fluid immediately adjacent to the tube wall is brought to rest.
A short distance from the entrance, a laminar boundary layer is formed along the tube
wall provided that the turbulence in the entering fluid is not high. The thickness of this
boundary layer increases until it fills the entire duct. From this point on, the velocity
profile across the duct remains essentially unchanged. If the entrance is square-edged, the
initial development of the hydrodynamic and thermal boundary layers along the walls of
the tube is quite similar to that along a flat plate.
The entrance flow is a special case of nearly parallel flow subject to a pressure
gradient (Kays, 1986). From a uniform velocity of the inlet, boundary layers develop
along the walls until they merge at the centerline to form a fully developed (parabolic)
velocity distribution. The reduction of velocity in the boundary layers causes an
acceleration of the core flow because of the conservation of mass. The effect of the
uniform velocity at the entrance is to yield a mean Nusselt number that is always higher
than if the velocity were parabolic at the entrance (Kays, 1986).
When Pr = 1, as in the case of air, the temperature and velocity profiles develop at
about the same rate. For a short conduit, the length over which the flow develops is called
the thermal entry length, xe,t and is given by (Burmeister, 1983):

(84.)
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for rectangular conduit of cross-section area A, and hydraulic diameter D is defined
as:
(85.)
where P is the wetted perimeter. For the flow cell, the hydraulic diameter D is given by

(86.)
where wC is the width and LC is the height of flow cell. Similarly, the Reynolds
number for non-circular conduit of hydraulic diameter D is (Burmeister, 1983):
(87.)
For uavg of 24 cm/s and 10 cm/s, using Equations (84) - (86), xe,t = 4.3 cm and 1.8 cm,
respectively. Therefore, to avoid entrance effects the gas flow sensor should be placed at
a distance greater then xe,t.
Temperature Dependent Properties
The thermal conductivity k and viscosity of the fluid may be temperature
dependent. The change in the value of k can cause the heat transfer coefficient, h, to
differ appreciably from a constant property value (Burmeister, 1983). The temperaturedependent viscosity affects the velocity profile even in the case of a fully-developed flow.
A temperature-dependent density also gives rise to a longer-lasting radial velocity
component that lengthens the entrance region.
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For a gas, specific heat and Prandtl number vary only slightly with temperature,
but viscosity and thermal conductivity vary roughly with 0.8 power of absolute
temperature and density varies inversely with absolute temperature.
Two ways of addressing temperature correction of constant-property results are
the reference-temperature and the property-ratio schemes. In the reference-temperature
scheme, a characteristic temperature is selected at which all properties are evaluated. The
characteristic temperature can be the mixing-cup temperature which is suitably averaged
between inlet and exit temperature, or a combination of these. In the property-ratio
scheme, all properties are evaluated at the characteristic temperature described
previously, and all effects of property variation transverse to the flow are then expressed
as ratios of properties evaluated at the characteristic and surface temperatures
(Burmeister, 1983).
For gases, all property variations can be represented by the absolute temperature;
thus, the correction for temperature-dependent property is (Burmeister, 1983):
(88.)
(89.)
where Nu( TM ) and f(TM) are the Nusselt number and the frictional factor at the mixingcup temperature which is roughly the average temperature of its inlet and outlet values,
respectively. Tw is the wall temperature. For a laminar boundary layer on a flat plate,
n=-0.08, m=-0.08 when gas is heated and n=-0.045, m=-0.045 when gas being cooled.
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Constant Heat Flux
In many cases the heat flux distribution is constant and the objective is to find the
distribution of the plate-surface temperature. Kays (1986) derived an expression for the
temperature of a plate with any arbitrary flux variation.4


 

(90.)

When heat rate per unit area is constant, q” = constant, the integral is converted to the
form of the beta function, and convection conductance and a Nusselt number can be
defined. The result is (Kays, 1986):
(91.)
Therefore, the average forced convection coefficient can be evaluated using the following
Equation (92) (Kays, 1986):
(92.)
The average Nusselt number is:
(93.)
The correction for temperature dependent properties in our experiments is:
(94.)
In the range of 35 < TAVG  70 oC, and if TM, the average temperature of the air, taken
as the average between the air and SAW package temperature, Nu is given by:
(95.)
4

(Tamb = T)
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Therefore,
(96.)
corresponding average convection coefficient at TM is (Kays, 1986):
(97.)
Temperature Distribution
The SAW substrate materials are anisotropic and to calculate average
temperature, one must first derive temperature distribution across many nodes within the
substrate. A simple heat flow model to derive the temperature and the average
temperature of the SAW substrate for given input power levels and boundary conditions
is presented here. Figure 22 identifies the parameters and coordinates used for a heat-flow
model of the SAW substrate. The model uses one-dimensional heat-flux equations to
describe the steady-state heat transfer within the SAW substrate. If we designate the heattransfer rate in an elemental length along the substrate dx to the flowing gas (upward
direction) by QUp, the equation can be expressed as express as (Tai, 1985):
(98.)
T(x) is the temperature along the substrate and hTop is the convective coefficient of the
substrate. The heat flux downward toward the floor QBot is given by (Tai, 1985):
(99.)
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where TS is the substrate surface temperature, S is the spacing from the substrate to the
bottom of the flow cell, and kair is the thermal conductivity of the air in the gap.

QUP: Convection heat loss;
w: Substrate width
Qdown: Heat loss from bottom (enclosed surface);
tS: Substrate thickness
QIN: Heat input (QHTR);
S: Spacing beneath the substrate surface
QO: Heat flow out of the volume;
LS: Substrate length

x

0

 LS/2

QUP
+ LS/2

QIN

tS

S

dx

QO

QDown

Figure 22  Sketch of the SAW substrate cross-section showing the coordinates used for the heat-flow
analysis.

The flow of heat into an elemental volume of length dx at location x along the substrate is
QIN is given as:
(100.)
Similarly, the heat flow out of the volume QO is:
(101.)
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where tS is the thickness of the substrate. If the heater input power QHTR is delivered over
length l of the heater, the power input Q(x) to the volume element dx is given by:

(102.)
At steady state the power input (via heater element) plus the heat flow into the volume
element equals the heat conveyed away from it:
(103.)
Using Equations (98-99) in Equation (100), subject to the boundary condition that the
temperature at the mechanical supports

equals TS (the substrate temperature),

an equation to describe the temperature along the substrate is thus given by Tai et al.
(1985):
where

(104.)
Average Temperature
As expected, the maximum temperature is at the middle of the span, decreasing
with hyperbolic cosine dependence toward either end. The equation for the average
temperature is obtained by integrating Equation (104) as follows (Tai, 1985):
(105.)
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(106.)
The terms in Equation (106) that depend on flow past the substrate are H, C (through H),
and TS. The dependence of H on flow rate (for convective and forced cooling by flow
parallel to a surface) was discussed in the earlier section. From this dependence, using
Equation (106), TAVG is calculated. Correspondingly, the output frequency change f as
a function of temperature for the SAW oscillator can be calculated.
Time Response
Assume that the crystal is suspended in the air, and also the sensor thickness tS is
small compared to its length, L, the variation of temperature/thickness can be neglected,
and hence the sensor temperature TS may be assumed to be a function of only  and time
t.
The transient (momentary) heat balance in the sensor can be written as (Jian-Bio,
2007):


(107.)

, where L lies between ξ=0 and ξ=1; qh is the heat generation and qf is the
convective heat loss. Equation (107) contains the time-transient effect, which is caused
by the redistribution of heat in the sensor due to conductive heat flows. Using the method
of separation of variables, the time-dependent function can be expressed as a Fourier
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series which results in a solution for the response time given as (Giarratano, 1984):

(108.)
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CHAPTER 4: THEORETICAL MODEL DERIVATION
In this chapter, a model is developed to characterize the behavior of the thermal
SAW flow sensor: The methodology is based on developing a mathematical model for
the heat flow for an enclosed flat plate with an embedded internal heat source. Energy
balance equation, under steady state conditions, will include heat loss due to conduction,
convection, and radiation. The theory of SAW oscillator and its dependence on
temperature will be applied to predict behavior of the SAW flow sensor under wide range
of variables including sensor’s dimensions, substrate materials, vary input power (i.e.,
SAW substrate temperature) and flow conditions.
Model highlights and assumptions include:
1. The SAW sensor has an integrated heating source. The flat plate sensor (SAW
substrate) is heated by a thin-film heater fabricated at the center.
2. The thermal properties stay uniform within the operating range of the SAW
sensor.
3. To avoid thermal conduction losses, the SAW sensor has a high thermal isolation
with surrounding.
4. Thermal analysis are rendered to:


Quantify input (power) sources



Quantify output (heating dissipation) sources with and without flow
conditions



Determine temperature distribution for thermal characterizations



Derive time response
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5. The model can be applied to a wide-range of SAW device and flow set-up
geometrical dimensions.
6. The model will allow sensor characterization based on differing SAW substrate
materials. Using theoretical analysis, a design of an optimal SAW flow sensor and
its characteristics in terms of the frequency shift of the SAW oscillator versus gas
velocity will be developed.
7. The model will result in analyses that will allow the development,
characterization, and the further optimization of the sensor.
The theoretical models presented in Chapter 4 are applied to SAW-based gas flow
sensing. Model (s) that validates and describes SAW-based flow sensor has not be
reported. This is first such study that reports a detailed model to predict SAW-based gas
flow sensor behavior for a wide range of variables and boundary conditions.
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Data (Model) Limitations
The data and/or model developed are limited to predicting the behavior of SAWbased gas flow sensor under laminar flow conditions. The model doesn’t address
behavior of the SAW-based gas flow sensor under turbulent flow conditions. A proposed
setup to measure flow rate using SAW is illustrated in Figure 16.

Flow Cell
Gas Flow Out

Gas Flow In
Heater Element

SAW Device
Oscillator
V

frequencyOUT

Rf-Amplifier

Figure 23 – Schematic representation of a proposed SAW flow sensor: SAW device with an integrated
heater element situated in a flow cell.

Summary  Model Highlights
Derivation of the SAW-based flow sensor model for a wide range of variable and
boundary conditions were derived in earlier sections of this chapter. A summary of the
model based on above mathematical treatment of the problem is captured here. In the
next chapter, this model is applied and the behavior of the SAW-based gas flow sensor
for a wide range of variable and boundary conditions are presented.
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SAW Temperature Dependence and Characteristics
Temperature dependent characteristics of the SAW substrate are summarized
here.
T (Stress Tensor) = C (Stiffness Tensor) x S (Strain Tensor)


The stiffness tensor C is temperature dependent (Mathews, 1977):
v (SAW velocity) =



(109.)

where ρ is mass density

(110.)

Temperature-dependent dimensional changes (Ebata, 1982):
Delay time

l: center-to-center distance
and

(111.)
(112.)

where: α = temperature expansion coefficient
(113.)
= temperature dependence of v
(114.)
(115.)
Similarly,
(116.)
and
(117.)
The frequency-temperature relationship:
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a1 >> b1 results in high temperature sensitivity and good linearity.
(118.)
The temperature sensitivity of the SAW oscillator depends on:


The temperature coefficient of delay (TCD) and



The synchronous frequency fo

Thermal Conduction Resistances:
Substrate thermal resistance(RL or RS):
(119.)
Contact resistance:
(120.)
Heater thermal resistance:
(121.)
Constriction thermal resistance:
(122.)
(123.)
where,
(124.)

(125.)
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(126.)

Total thermal conduction resistance:
(127.)
Radiation Loss Analysis:
Q

(128.)
(129.)

Q

(130.)

The heat dissipation from radiation is ignored due to small contributions.
Free Convection Analysis  Enclosed Surfaces:
(131.)
(132.)
(133.)
a) Top Surface Convection Loss Analysis
(134.)
=
Prandtl Number = /a; where,



,  is dynamic viscosity (m2/s) ,  kinematic

viscosity,  is density
b) Top Surface Convection Coefficient

(135.)
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(136.)
Top surface thermal resistance:
(137.)
c) Bottom Surface Convection Loss Analysis

Convection Coefficient:
(138.)
Bottom surface thermal resistance:
(139.)
d) Vertical Surface
(140.)
(141.)
Vertical or side wall convection coefficient:
(142.)
(143.)
The factor 4 is used to account four sides.
e) Total Convection Resistance  All surfaces
(144.)
f) Total Thermal Resistance  Conduction + Convection
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RTH = RTot = [R COND + RCONV] oC/W

(145.)
(146.)

g) Total Thermal Power Loss
(147.)
(148.)
h) Conduction Loss Calculation
Since conduction and convection losses occur in parallel, conduction heat loss can
only be calculated after the total heat loss is calculated. The following relationship is used
to calculate conduction losses:
(149.)

Forced Flow Analysis
Temperature-dependent properties of air are taken into consideration (laminar
flow over top surface). Reynolds number for flat plate with laminar flow conditions is
given as (Kraus & Bohen, 1983),
(150.)
Forced convection coefficient:
(151.)
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(152.)

(153.)

(154.)

(155.)

(156.)
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(157.)
Total Thermal Resistance  Under Forced Convection   RFTH:

(158.)
Total Power Loss Under Free Convection:
(159.)
Time-response
(160.)
Temperature Distribution

(161.)
where for free convection, use hUP = hTOP and under forced convection, hUP=hTM.
Theoretical Results and Analysis
Theoretical analyses to determine the characteristics of a SAW flow sensor have
been derived earlier. Now these analyses to predict the response of the SAW-based flow
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sensor for several SAW substrate materials, geometrical options and power requirements
will be applied. From these analyses, a design of an optimal SAW sensor is proposed.
This chapter describes:
1. The analyses of the characteristics and behavior of several SAW substrate
materials as a means of determining their suitability for flow sensor applications.
This includes:


Response (frequency-temperature) with or without flow conditions for
different heater power levels, several substrate materials, and geometries



Temperature distribution and calculation of mean sensor’s temperature



Time response



Experimental observations and analysis

2. An optimal sensor design
In this section, the theoretical model developed in Chapter 3 to predict the steadystate behavior of the SAW substrate for given input power levels to the heater element is
applied.
Following this, the energy balance equation for the SAW-based flow sensor is
applied:
(162.)
The rate of energy supplied is equal to the rate of energy carried away from the SAW
substrate by conduction, convection, and radiation.
In Chapter 3, the application of the energy balance equation yielded a model for a
SAW-based flow sensor. The highlights of the model are captured in Equations (119) –
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(161). Based on the model that was developed in Chapter 3, the results and data for a
practical SAW-based flow setup with appropriate geometries and operating conditions is
provided.

Characterization and Analysis
The theoretical characteristics and the analyses of SAW-based flow sensors for
several substrate materials are presented here in this section.
SAW Substrates Properties
A summary of properties and characteristics of potential SAW substrate materials
for SAW flow sensor applications is provided in Table 10. The analysis is presented in
terms of SAW velocity, temperature coefficient of delay, coupling coefficient, and
insertion loss. This information is necessary to characterize SAW-based flow sensors for
each substrate material, compare and contrast the results, and finally be able to design an
optimal SAW oscillator in terms of temperature characteristics, coupling coefficient
and/or insertion loss for the amplifier.
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Table 10  Summary of the SAW substrate materials characteristics and SAW device analysis for
potential flow sensor applications.
Substrate
Properties
Velocity Coupling
TCD (a1)
Insertion loss Comments/Analysis
(m/s)
Parameter (ppm/oC (dB)
5
)
(v/v)
LiNbO3 (Y-Z)
3480
0.0241
-88.4
Low: 12-15 at  An optimal SAW oscillator
(Inaba et al.,
-72
(142.5 MHz)
design for flow sensing
1982)
application would require
LiNbO3 (128 o)
moderate or high TCD, higher
coupling parameter, lower
Quartz (LST)
3158
0.00058
28
Higer  40
insertion loss.
(Ebata, 1982)

LiNbO3 has high TCD, good
ZnO (Kim et
2800+35
Low: 2.9 - 3.7
 0.166 coupling parameter and low
al., 1995;
2900
0.157
at o=3.6 m
insertion loss. SAW devices are
Kadota et al.,
(700 Mhz
reported only bulk LiNbO3
1985))
range)
substrate.
(Thickness
 Another important criteria is
dependent)
mass of the sensor. Thin film
LiTaO3 (y-z)
3230
0.0033
35
Moderate to
technology allows
(Crystal
high
miniaturization. Among various
Technology
SAW substrate, SAW devices
Notes)
on thin ZnO, GaAs and AlN
GaAs (Cambon 2822
0.00008
+50
Very High
films have been reported.
et al., 1981)

Quartz, Bi12GeO20 and GaAs
Bi12GeO20
1681
0.0068
130
Moderate
have lower coupling parameter
(Inaba et al.,
and higher insertion loss.
1982;
Specific cuts (e.g., LST of
Matthews,
Quartz) and GaAs have
1977)
moderate TCD. Bi12GeO20 has
Al N (Pearce,
0.007
28 at 122
6100
high TCD.
1981)
MHz
 Higher insertion loss would
require a higher gain RFamplifier(s), which is not
desirable.

5

The coupling parameter expresses the fractional change in the phase velocity of a surface wave produced
by a change in the electrical boundary condition from free to short circuit. Similarly, an effective
electromechanical coupling factor for surface waves is defined as: K2= -2v/v. The coupling factor depends
on the substrate material and propagation geometry. SAW device characteristics such as insertion loss,
transducer efficiency, and band-width can often be expressed as an explicit function of the value of
coupling factor.

96
Currently, Quartz and Lithium Niobate (LiNbO3) are the most widely used
materials for SAW applications. Based upon the above analysis, Zinc Oxide (ZnO),
because of its attractive proprieties (coupling coefficients, thermal conductivity, and
temperature coefficient of delay), was also selected. Therefore, in this research SAWbased characterization for the following substrate materials is presented:
1. Lithium Niobate
2. Zinc Oxide
3. Quartz
Thermal properties of various SAW substrate materials are provided in Table 11.
Table 11  Thermal properties of SAW substrate materials.

Properties of the substrate materials (Lide, 1993-1994).
Temp
Specific heat capacity(c)
Density ()
3
3
(J/kg oK) x 103
(kg/m )x10

Room

Thermal conductivity (ks)
(W/m oK)

Quartz

LiNbO3

ZnO

Quartz

LiNbO3

ZnO

Quartz

LiNbO3

ZnO

2.2

4.64

5.66

0.753

0.645

0.64

1.38

4.2

17

Methods and Tools
The theoretical models developed in Chapter 3 and 4 are general and are
applicable to a wide range of variables including geometrical dimensions and
substrate materials. Data that was obtained as a result of applying the theoretical
models developed in Chapter 3 and 4 and the following analyses are presented here.
The MATHCAD, a software application package for mathematical calculation, was
used to execute the models.
Substrate Material Characterization
A summary of the theoretical modelling analysis for following SAW
substrates are presented here:


Lithium Niobate (LiNbO3),



Zinc Oxide (ZnO)
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Quartz.
Relationships of many variables necessary for sensor characterization are

plotted.6

Thermal Resistance (LiNbO3) C/W

Thermal Resistance of LiNbO3 as a function of Area and
Thickness
6.00
Area (LiNbO3)

5.00
4.00

Thermal R (LiNbO3)
t=0.0005 (m)

3.00

Thermal R (LiNbO3)
t=0.0004 (m)

2.00
1.00

Thermal R (LiNbO3)
t=0.0003 (m)

0.00
1.00E-04 7.50E-05 5.00E-05 2.50E-05
Substrate (LiNbO3) Area (Sq. m)

Thermal R (LiNbO3)
t=0.0002 (m)

Figure 24  Calculated values of thermal conduction resistance (LiNbO3) as a function of substrate
area and various thickness values.

Thermal Resistance of Quartz as a function of Area and
Thickness
Thermal Resistance (Quartz) C/W

16
14
12

Thermal R (Quartz,
0.0005m)

10

Thermal R (Quartz,
0.0004m)

8
6

Thermal R (Quartz,
0.0003m)

4
2

Thermal R (Quartz,
0.0002m)

0
1.00E-04

7.50E-05

5.00E-05

2.50E-05

Substrate (Quartz) Area (Sq. m)

Figure 25  Calculated values of thermal conduction resistance (Quartz) as a function of substrate
area and thickness various thickness values.

6

Unless specified, the value of T = 50oC used in following plots.
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Thermal Resistance of ZnO as a function of Area and
Thickness
Thermal Resistance (ZnO) C/W

1.4
1.2

Area (ZnO)

1
0.8
Thermal R
(ZnO)
t=0.0005 (m)

0.6
0.4
0.2

Thermal R (ZnO)
t=0.0004 (m)

0
0.0001

0.00075

5E-05

0.00025

Substrate (ZnO) Area (Sq. m)

Figure 26  Calculated values of thermal conduction resistance (ZnO) as a function of substrate area
various thickness values.

Thermal Resistance vs Thickness for fixed area
Thermal resistance (C/W)

4
3.5
3

Thickness (m)

2.5
Thermal R (LiNBO3)
A= (0.0001 m2)

2
1.5

Thermal R (Quartz)
A= (0.0001 m2)

1
0.5

Thermal R (ZnO)
A= (0.0001 m2)

0
0.0001 0.0002 0.0003 0.0004 0.0005
Thickness (m)

Figure 27  Calculated values of thermal conduction resistance as a function of thickness
(substrates: LiNbO3, ZnO and Quartz).
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Time Response vs Characteristics Length
Time Responnse (sec)

14.00

Time Response Char.
Length (cm)

12.00
10.00
8.00

Time Response
(LiNbO3)

6.00
4.00

Time Response
(Quartz)

2.00
0.00

Time Response (ZnO)
Charcteristics Length (cm)
Figure 28  Calculated values of Time Response as a function of substrate’s
characteristics length.

Frequency change vs Temp Change
Delta Freq Change (Hz)

6.00E+05
5.00E+05
4.00E+05
LiNbO3
Quartz
ZnO

3.00E+05
2.00E+05
1.00E+05
0.00E+00
23.0

35.0

47.0
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Figure 29  Calculated values of Frequency versus temperature characteristics (LiNbO3, ZnO and
Quartz).
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Temp. Distribution Under Free Convection (Power = 0.05 Watts)
60.0
Temperature (degC)

Distance (cm)
50.0
40.0

Temperature (x)
For (LiNbO3)

30.0
20.0

Temperature (x)
For (Quartz)

10.0
0.0
0.005

0.004

0.003

0.002

Temperature (x)
For (ZnO)

0.001

Distance (cm)
Figure 30  Calculated values of Temperature distribution as a function a function of substrate’s
characteristics length

Analyses
A summary of the analyses based on the data presented in earlier sections
covering the relationships between the features of LiNbO3, Quartz, and ZnO is
provided in the following table:
Table 12  Summary of LiNbO3, Quartz and ZnO results and/or characteristics (Free convection condition).

Total Power (Convection plus conduction) Loss (QTOT) and Time Response for several substrate
materials and dimensions.7
(Substrate thickness tS=0.05 mm, and T=50 oC)
Quartz

LiNbO3

ZnO

Area,
2
AS (m )
-5
x10

QTOT
(W)

QCOND
(W)

Time
Resp.
(sec)

QTOT
(W)

QCOND
(W)

Time
Resp.
(sec)

QTOT (W)

QCOND (W)

Time
Resp.
(sec)

10
7.5
5.0
2.5

0.0596
0.0451
0.0306
0.0161

0.0016
0.0009
0.0005
0.00017

12.17
7.79
4.38
1.97

0.0584
0.0444
0.0303
0.0160

0.00139
0.00082
0.00039
0.00012

7.22
4.62
2.59
1.15

0.0597
0.0452
0.0306
0.0161

0.0013
0.00077
0.00036
0.0001

2.17
1.39
0.78
0.08

These findings can be interpreted as follows:


Changes in the substrate conduction thermal resistance (RL) versus thickness
for a fixed value of the substrate area shows that the thermal resistance

7

Heat loss fairly the same across all substrates, implying that the dominant mechanism of heat loss is
convection under forced flow conditions. As expected conduction losses are higher in Quartz.
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increases linearly as thickness increases. Changes in the substrate thermal
resistance (RL) versus area of the substrate for fixed value of the substrate
thickness shows that the thermal resistance decreases as the area increases.
Quartz has the highest conduction thermal resistance among the substrates.
That means that the conduction losses in the Quartz substrate are among the
highest of the three materials discussed in this research. For an optimal sensor,
the area should be minimized to reduce conduction losses. This will enable a
lower operating power for the sensor. In additional, lowering the value of the
conduction losses will result to a better time response for the sensor.
Therefore, a material with higher thermal conductivity should be more
promising for this application.


Radiation losses are directly proportional to the substrate area; the larger they
are, the higher are the radiation losses. For an optimal sensor, the area should
be minimized to reduce radiation losses8.



Changes in the substrate thermal convection resistance (RCONV) decreases as
the area of the substrate increases and it is independent of substrate thermal
properties (e.g., thermal conductivity).



Changes in the substrate total thermal resistance (RTot) versus area, for a fixed
value of the substrate thickness, are plotted. The total thermal (Rtot = Rconv +
Rcond) resistance decreases as area of the substrate increases. This indicates
that convection is the major source of heat dissipation (within the scope of this
research).



Total power losses as a function of the substrate area are plotted. The higher
the area is, the higher the power losses are. For an optimal sensor, the area

8

The radiation losses are however, minimal and can be ignored from the analysis.
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should be minimized to reduce power losses. This enables the sensor to
operate at a lower power.


Changes in the total thermal resistance under forced convection as a function
of forced convection coefficient (corresponding to air velocity) for a given
fixed value of the substrate area is plotted. The RFRD decreases as velocity or
convection coefficient increases. For fixed area and input power, the sensor
flow detection range can be determined.



Changes in the total thermal resistance under forced convection as a function
of forced air velocity for a fixed value of the substrate area are plotted. The
RFRD decreases as velocity or convection coefficient increases. For fixed area
and input power, the sensor flow detection range can be determined.



Total thermal losses under forced convection as a function of forced air
velocity for a fixed value of the substrate area are plotted. The total thermal
losses increase as velocity or convection coefficient increases. For fixed area
and input power, the sensor flow operating range can be determined.



Note that the thermal heat losses are pre-dominantly due to convection losses
for the geometries considered in this analysis.



The time response depends on the ratio (c/k). To optimize time response:


reduce the (c/k) ratio



reduce crystal dimensions



Among the three materials, ZnO offers the best time response values.



 (ZnO) is 3.5 and 6 time better than respectively LiNbO3 quartz. Employing
thin film of ZnO, further miniaturatization is possible that can substantially
improve time response.
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Optimal Design
From the analysis the following features of the SAW flow sensor are inferred:
1. The sensitivity, f, varies as (uAVG)1/2, where uAVG is the average fluid
velocity.
2. The sensitivity of the sensor, f, is directly proportional to the input power, or
the temperature of the sensor. LiNbO3 offers the best output frequency
sensitivity among three materials; ZnO is the second best.
3. Assume AS = (LC)2, then the sensitivity is proportional to LC3/2, where LC is
the characteristics length of the sensor.
4. To improve the response time, the mass of the sensor should be reduced and a
substrate material of higher thermal conductivity should be used. ZnO has the
desired properties in accordance to these.
5. Note that the thermal heat losses are pre-dominantly due to convection losses
and conduction for the geometries considered in these analyses. ZnO has
minimal conduction losses compared to LiNbO3 and Quartz.
6. ZnO-based SAW sensor offers the best response compared to LiNbO3, and
Quartz-based sensors as they require low input power due to their low
conduction losses
7. The time response depends on the ratio (cL2/k). To optimize time response:


The (cL2/k) ratio must be minimal. This means that reducing crystal
dimensions and selecting a substrate material with higher k and lower
values of c, and  are vital to a good design



ZnO oxide offers the optimal value of cL2/k

8. Among the three materials, ZnO offers the fastest time response values and is
found to be 3.5 and 6 times better than LiNbO3 and Quartz, respectively.
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9. Aluminum suffers from oxidation, an inert material such as gold or platinum
should be used to fabricate thin-film heater.
10. The coupling coefficient and thus the insertion loss of ZnO-based SAW
devices are lower. This results in requiring a low gain rf-amplifier for SAW
oscillator design. Note that using low-gain/low power amplifier results in
higher stability of SAW oscillator.
The application of the design criteria above results to a SAW flow sensor on
thin film ZnO. High thermal isolation is achieved by etching SiO2 layer beneath the
ZnO layer. The design is similar to a microchannel Silicon flow sensor structure.
Fabrication is consistent with well-established silicon IC production processes. The
structure is described as follows:
1. Start with a Silicon substrate
2. Grow SiO2 layer  a couple of m in thickness
3. Grow ZnO layer  2 to 3 m in thickness
4. Etch SiO2 layer beneath ZnO for thermal isolation
5. Grow a metallization layer on top of ZnO for SAW device and heater
fabrication.

105

Al metallization for SAW transducer
and heater fabrication
ZnO Layer
SiO2 Layer
Si Substrate

(a) ZnO layer over SiO2 /Si
SAW transducer and Heater
element

tS=3
m

Al
metallization
ZnO Layer
Substrate

s=3 m

Etch pit in the SiO2
layer

SiO2 Layer
Si Substrate

L = 60*o

(b) SAW device on ZnO layer over etched SiO2
layer
Reflective
Grating

IDT
wHTR

Heater

L = 60*o

w

o: periodicity
w: aperture
finger width =
o/4
wHTR = L/10

L = 60*o
(c) Design/dimension of SAWR/heater device on ZnO layer
Figure 31  Schematic of ZnO-based SAW flow sensor with optimal design, dimensions and
structure.

SAW Device Design
Assume 20 finger pairs per transducer. One transducer is about 20o in
length (aperture); where o is refers to the periodicity or spacing between two
consecutive transducer fingers. The total length of SAW device is assumed to be
about 320o. The length and width of the SAW device is assumed to be the same.
The heater element consists of fine lines of metallic thin film, e.g., aluminum
or gold similar to that used for SAW transducers fabrication to avoid processing steps.
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The length of the heater element is same as the ZnO film length used to fabricate the
SAW device, i.e., L (= 0.00022 m). The effective width of the heater element is L/20.
A summary of the SAW device and heater parameters is provided in Table 13.
Table 13  Thin film ZnO SAW device characteristics.

Thin film ZnO SAW device and Heater characteristics
Parameters of SAW Transducer
SAW
Velocity, v
(m/s)
2800

Finger
spacing
(o)
(m)
3.7310-6

Center
Freq,
fo = v/o
(MHz)
750

Length or
Width 
20o (m)

Aperture,
w = 20o

0.00022

0.00019

Heater
(Area) AS
L2 (m2)

Length
(m)

Width
(m)

5.0 10-8

0.0002
2

L/20

(m)

Sensor Characteristics
Characteristics of ZnO based optimal SAW flow sensor are summarized here.
Time Response:
Time response is calculated using Equation 119; where LC is the characteristic
length of the ZnO-based SAW device. Physical properties, such as specific heat
capacity of ZnO (CZnO), thermal conductivity of ZnO (kZnO), and density is provided
in Table 8. The resulting time constant is 0.00109 seconds or 1.1 msec.

107

CHAPTER 5
Experimental Results
The results on SAW-based gas flow measurements presented here are
preliminary and require further improvements to the overall design in order to develop
a practical sensor. There are severe limitations in the design of the flow cell used in
these experiments. Because of limited resources, a custom flow cell with narrow
channels and optimal length of entrance and exit channels (consistent with Equations
84-86) for gas flow was not available. In addition, there were intrusions, such as
electronic connections (radio frequency connectors) and SAW package mounting
elements, that could affect the gas flow profile.
The theoretical treatment of the proposed problem suggests deficiencies in the
structure of the SAW device used in these experiments. An optimal design resulting
from a theoretical model will significantly improve flow sensor characteristics.
Figure 32 is a block diagram showing the experimental setup. SAW delay
lines were used in this research. The substrate materials were 128o y-rotated LiNbO3.

Figure 32

Figure 33

Figure 32 Block diagram of the Flow setup used to conduct experiments.
Figure 33 Structure of SAW Device with built in heater element.
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SAW Device
Lithium niobate was selected because of its excellent piezoelectric properties
and high first order temperature coefficient of delay. SAW delay lines were customdesigned around a center frequency of 142.5 MHz on a 128o y-rotated LiNbO3
substrate. A thin-film heater adjacent to the delay lines was also fabricated (see Figure
33). SAW devices used in these experiments, each consisting of a dual delay line and
a centrally located thin-film heater, were obtained from SAWTEK (SAWTEK is now
owened by Triquint Semiconductor Inc.).
The parameters of the SAW delay lines and the thin-film heater element are
given in Table 14.
Table 14  Parameters of the SAW-based flow sensor used in the experiments.

Parameters of Delay Line and Heater.
Center frequency, fo
Number of finger pairs of each transducer
Wavelength, o
Aperture
Thin film heater metal
Thickness of thin-film heater
Thin film heater line width
Number of lines
Spacing between the lines
Length of each line
Heater resistance at 22 oC

= 142.5 MHz
= 50
= 28 x 10 -6 m
= 2.24 x 10-3 m
= Aluminum
= 0.1 x 10-6 m
= 20 x 10-6 m
=7
= 200 x 10-6 m
= 4.0 x 10-3 m
= 388 

SAW Package
Throughout this dissertation, a SAW package has been defined as consisting
of a SAW crystal (lithium niobate, 1 cm x 1 cm x 0.05 cm) mounted on a kovar
holder. The kovar holder is used to mount SAW substrates and has 24 pins. Two
identical delay lines and a centrally located thin-film heater were custom-fabricated
on a lithium niobate substrate. The physical layout of the SAW delay lines and heaterelement is illustrated in Figure 33. The crystal was glued to a kovar flat-pack substrate
holder using RTV adhesive 10 to 15 mils thick (1 mil = 10-4m). Figure 34 is
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photograph of the SAW package, with details shown in Figure 20. The pins of the
SAW package were bent to align parallel to the surface of the kovar holder (see
Figure 34). A scaled side view of the SAW package is illustrated in Figure 35.

Figure 34 Photograph of the actual SAW package used to carry out experiments.
Figure 35 Cross-sectional and side views of SAW package with details and dimensions.

Saw Flow Cell
An airtight aluminum flow cell was designed, with outer dimensions of 7.2cm
x 4.8cm x 2.2cm. Figure 36 is a photograph of the flow cell. Figure 37 is a threedimensional view of the flow cell, including the SAW package within it. The flow cell
has a hollow region, designed to mount the SAW package. Cross-sectional views of
the flow cell are provided in Figure 37. The flow cell contains two ports: one port
interfaced with a Linde mass flowmeter Model FM 4580 and the other port used as
outlet.
Flow Cell

rf connectors

Gas inlet

Gas outlet
Figure 36  Photograph of the actual flow cell used to carry out experiments.
Figure 37  Inner structure and SAW-package arrangements in the actual Flow cell.
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The pins of the SAW package were bent as shown in Figure 37, and it was
mounted above the hollow region in the flow cell; two pins were allowed to make
contact with the base of the flow cell. The effective area in contact is defined as
ACNCT. A schematic representation is presented in Figure 38. When power is applied
to the heater, this scheme offers a higher thermal resistance across the contact of the
kovar substrate holder and the flow cell. Therefore, most of the input power is used to
increase the temperature of the SAW substrate. Since the thermal resistance of
contact is high, a very small amount of heat is transferred to the sink (flow cell). This
is also important for response time considerations of the SAW flow sensor. Details of
the SAW package arrangement in the cell and cross-sectional views including the
SAW package are shown in Figure 38. Cross-sectional and side view of the flow cell,
with dimensions, is provided in Figure 39.

Figure 38  Cross-sectional and side views of the SAW package arrangement in the flow cell.
Figure 39  Cross-sectional and side views with dimensional information of the flow cell.

Experimental Results
A delay line oscillator was implemented by connecting the SAW delay line in
a feedback loop of an Avantec model GPD 201 RF-amplifier. The measured SAW-
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stabilized oscillator frequency at room temperature was 142.8637 MHz. The thin-film
heater element was operated at constant current conditions.
The experiments were carried out after the oscillator had stabilized for at least
30 minutes. A setup to perform flow measurements using the SAW device is shown in
Figure 33. The temperature of the SAW package was monitored by using a thermistor
(part number YSI 44002A, Yellow Springs Instrument Co). The thermistor was glued
on one edge of the SAW crystal by using silver conducting paint. Silver conducting
paint has high values of thermal conductivity and obtains a low thermal resistance
between the thermistor and the SAW package. Temperature versus input heater power
characteristics of the SAW delay line oscillator are plotted in Figure 40. Fractional
frequency (f/fo) changes versus input power to the heater element under no flow
conditions are plotted in Figure 41. Using the thermistor temperature of the SAW
package is also monitored. The temperature sensitivity of a SAW oscillator depends
on the temperature coefficient of delay (TCD) of the substrate and the synchronous
frequency.
Nitrogen (N2) gas (99.99% pure) was used to carry out the experiments. The
temperature of the SAW substrate is elevated by applying power to the thin film
heater at constant current conditions. Once the frequency of the SAW oscillator was
stabilized, the valve of the flow system is opened to allow the flow of gas. The
volumetric flow rate is read through a Linde flow meter that can be calibrated in terms
of velocity. The frequency of the SAW oscillator changed in proportion to the flow
rate of the gas. Measurements of frequency change and flow rate were taken at
various substrate temperatures. Measurements of frequency change versus flow rate
of air at various SAW substrate temperatures are plotted in Figure 42.
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Each data point was registered after five minutes of run time. The data
collected used a consistent timing interval. For example, the change in the frequency
of the SAW oscillator was registered five minutes after the flow valve was opened
(and/or the flow rate was changed).
Frequency changes, thus corresponding to temperature changes (calculated
from)

versus flow rate, are plotted in Figure 43. In the above equation,

a1 is the first order temperature coefficient of delay of the lithium niobate (-72
ppm/oC). The SAW package, in the flow cell, sits above a hollow region and is
supported through the pins of the SAW substrate holder (from both sides) as shown in
Figure 38.
Under forced flow conditions, N2 gas will enter and leave through the small
openings, and forced convection from the bottom surface of the SAW package can
also take place. All of the above experiments were carried out for the case when the
openings between the pins of the SAW package were not covered. Under forced flow
conditions, the gas enters the openings to and flows through the hollow region
beneath the SAW package. Under these circumstances, forced convection from the
bottom surface should be taken into account (which complicates the theoretical
treatment). To simplify the problem, the small openings are covered so that gas
cannot escape and forced convection effects from the bottom surface can be avoided.
To stop gas from escaping, the openings between the pins on each of the SAW
package were covered using transparent adhesive tape and the experiments were
repeated. It is assumed that covering the openings by transparent adhesive tape does
not influence the free convection effects from the bottom surface and that steady state
analysis under free convection still holds.
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Figure 40 Frequency versus input power.
Figure 41 Fractional frequency (f/fo) change versus input power.

The plots indicating temperature rise versus input power to heater are shown
in Figure 40. The frequency (fractional frequency, f/fo) versus input power (to the
heater element) characteristics are plotted in Figure 41. These temperature
characteristics were calculated using the frequency of the SAW oscillator, as well as
by means of thermistors on the SAW package. The change in the frequency of the
delay line oscillator with flow rate, for various input power to the heater, is plotted in
Figure 42.

Figure 42  Plots of Frequency versus flow rate for various heater input power levels.
Figure 43  Plots of Temperature change (calculated from SAW frequency-temperature) versus flow
rate for various heater input power levels.
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Figure 44  Plots of change in heater power versus flow rate for various heater input power levels
Figure 45  Hysteresis behavior of the SAW flow sensor.

Hysteresis behavior of frequency change with flow rate were also measured
and plotted (see Figure 45). Direct changes in the temperature of the SAW crystal and
kovar holder with flow rate were also monitored using thermistors. Both
measurements yielded similar results. The changes in temperature (as measured by
thermistor) with flow rate for various input power to heater are plotted in Figure 44.
Several SAW delay lines were used, all of which reproduced identical
experimental results under the same operating conditions. The characteristics of a
thin-film heater under applied power conditions were also investigated. When the
input power was raised to about 1.25 watts, the thin-film heater burnt instantaneously.
The thin-film heater was also operated continuously at a constant power of about
1.057 watts; it failed after one week. No further investigations were made into the
heater element’s resistance to damage since a limited number of SAW devices was
available.
The principle of operation of a hot-film/wire anemometer is based on
convective heat transfer from the heated sensor to the surrounding fluid to measure
the velocity. The amount of heat transferred per unit time is calculated from an
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electric signal that is related to the temperature of the sensor. This signal results from
the unique relationship between the temperature and resistance of the sensor.
A basic circuit for constant operation, shown in Figure 11 (Chapter 2), consists of
a voltage supply, variable resistor R1, limiting resistor R2, and sensor R. The output of
the circuit is the voltage drop V across the sensing element. If the supply voltage is
constant, a change in resistance R will change the current by:
(163.)
The current through the sensor can be determined by measuring the voltage drop
across R2 using Ohm’s law.
Simultaneous use of the SAW flow sensor as a hot-film anemometer was also
made. Since the thin-film heater is operated at constant current, the change in the
voltage against the low rate of the air was monitored. This change in voltage is
measured across the thin-film heater. As the flow rate increases, the heater cools. The
temperature coefficient of resistance of aluminum, aAl, is positive with a value of
0.011/oK (Ashcroft, 1976). Since the input to the heater is applied at a constant
current, a change in temperature of the heater will result in a change in voltage across
it. Change in power to the heater with flow rate is computed by multiplying the
difference in voltage by the operating current of the heater. Figure 44 is a plot of
power change versus flow rate of the gas for various values of input power to heater.
Commercial thermal flow sensors operate at constant power or constant current
conditions.
Response time measurements to a step change in air velocity were also carried
out. The frequency changes versus a step change of 4000 ccm flow rate of N2 gas for
various values of the input power to the thin-film heater were also measured.
Generally, the frequency of the SAW oscillator takes four to six minutes to stabilize
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to about 95% of the maximum value to a step change in the flow rate. The high value
of response time is attributed to the complicated and bulky nature of the SAWpackage arrangement.
Theoretical Verification
In this section the theoretical model developed in Chapter 4 is used to analyze
the experimental results. The SAW substrate is heated by a thin-film heater fabricated
at the center of a rectangular substrate of LiNbO3; the substrate is glued to the base of
the kovar substrate holder with a conducting epoxy (RTV), and the power leads are of
very small cross-section; then the amount heat conducted away from these leads will
be very small. Therefore, as a first approximation, these leads can be neglected.
Furthermore, the kovar substrate is resting in an aluminum flow cell (sink) in a way to
yield a high thermal resistance between the SAW package and the sink.
The aluminum flow cell was designed to have a hollow region of depth, LC3,
beneath the SAW package. The steady-state temperature of the SAW substrate can be
determined by applying the model developed in Chapter 3. An electro-thermal analog
circuit of the set-up is drawn in Figure 46. Heat transfer by conduction, free
convection, and radiation takes place in parallel with respect to one another. Thermal
resistance of each of the dissipating sources will be computed. The theoretical
temperature rise at various nodes in the circuit of Figure 46 can be predicted once the
values of the thermal resistances are known.
Quantities and parameters used in the following discussion are listed in Table
15.
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Figure 46  Electrothermal analog circuit of the SAW Flow sensor setup.
Figure 47  Electrothermal analog equivalent circuit of Figure 31.
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Table 15  Lists of Parameters

Lists of Parameters
Ah = effective area of heater element = 0.064 x 10-4 m 2;
AL = area of the LiNbO 3 substrate = 1.0x 10-4 m 2
AINS = Area of the insulation = 0.0141 cm sup 2
A K = area of the Kovar holder ( flat pack) = 7.0 x10-4 m 2
AK1 = area of kovar holder above space LC1 = 0.44 x 10-4 m 2
A K3 = area of kovar holder above space LC3 = 4.82 x 10-4 m 2
AV1 = area of the side wall of kovar holder = 0.38 x 10-4 m 2
AV2 = area of the side wall of kovar holder = 0.53 x 10-4 m 2
Ap = area of the pin = 0.00159 cm2
c = specific heat of air = 1.005 x 103 J/kg oK
D p = diameter of the kovar flat pack pin = 0.mj0457 cm
DINS = diameter of insulation surrounding the pin = 0.00142 m
g = acceleration due to gravity = 9.8 m/ s 2 , and
k = kf = thermal conductivity of air = 0.026 {W/m} oC
k BR = thermal conductivity of brass = 111 W/m oC
k CU = thermal conductivity of copper = 380 W/m oC
k h = 204 W/m o C = thermal conductivity of heater (Al)
kE = thermal conductivity of epoxy = 2.2 W/m oC [SAWTEK specs]
kINS = thermal conductivity of insulation = 1.13 W/m o C (Corning 7052 glass)
[Isotronics]
k k = thermal conductivity of kovar (Thaw, 1987)]= 14.12 W/m oC
k ST = thermal conductivity of stainless steel = 14.4 W/m oC
kL = thermal conductivity of LiNbO3 = 4.2 W/m oC
k S = thermal conductivity of substrate material
L B1 = spacing between SAW package and top lid of stainless - steel flow cell = 0.0575
m
LB2 = spacing between SAW package and pc-board = 0.025 m
LC = channel height =s = 0.074 m
LC1 = spacing, defined in Figure 4.10 = 0.0005 m
LC2 = spacing as defined in Figure 4.10 = 0.0023 m
LC3 = spacing as defined in Figure 4.10 = 0.01 m
LCH = characteristic length of the plate, for a rectangle it is the mean of the two sides.
LCK = characteristic length of the kovar holder = 0.0275 m
LCS = Characteristics length of SAW substrate = 0.01 m
LE = thickness of epoxy (RTV) = 0.0254 x 10-2 m
LEFF = effective length of pin in contact with sink = 0.028 m
Lh = thickness of thin-film heater = 0.1x 10 -6 m
LK = length of kovar flat package = 0.348 m
LL = thickness of LiNbO3 substrate = 5.0 x 10 -4 m
Lo = length of channel
L1 = thickness of kovar holder = .0015m [Isotronics #CD-2040]
L p = length of a pin of the kovar holder = 7.8 x 10 -3 m
L PIN = difference between length of pin, L p, and the length in contact with the flow cell)
= 0.0048 m
L SINK = thickness of the base of aluminum cell = 0.011 m
LST = thickness of the wall of stainless steel cell = 0.035 m
LV1 = side wall spacing (see Figure 4.10) = 0.00165 m
LV2 = side wall spacing (see Figure 4.10) = 0.0152 m
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Lists of Parameters
LV3 = side wall spacing (see Figure 4.10) = 0.0285 m
Lo = length of channel
Np = number of pins of the kovar holder = 24
Pr = Prandtl number of air
= 0.708
RBOT, QBOT: Free Convection (thermal resistance, heat loss) from bottom surface
RTOP, QTOP: Free Convection (thermal resistance, heat loss) from topsurface
RFRD, QFRD: Forced Convection (thermal resistance, heat loss) from top surface
rINS = radius of insulation = 0.00063 m [Isotronics #CD-2040]
rpin = radius of pin = 0.00022 m [Isotronics #CD-2040]
rSP = outer radius of the brass spacer = 0.0023 m
rSl = inner radius of the brass spacer = 0.001 m
s = spacing
TAVG = Average temperature of the SAW package
tCU = thickness of 1 oz copper claddings = 3.56 x10 -5 m
TH = temperature under the heater element,
T = temperature of the ambient air = 22 oC
th = thickness of heater element = 0.10 x 10 -8 m
tINS = thickness of insulation = DINS - D P = 0.00096 m
u = fluid velocity
W EFF = effective width of pin in contact with sink = 0.001 m
WK = width of kovar flat pack = 0.0202 m
 = viscosity of air
= 1.98 x 10 -5 kg/m s
 = density of air
= 1.1774 kg/ m3
= kinematic viscosity of air = 15.68 x 10 -6 m 2 /s
 = thermal diffusivity of air = 0.221 x 10 -4 m 2 /s
= coefficient of thermal expansion of air = 0.00338 oK-1
= streamwise coordinate with origin at leading edge of heat

Free Convection Discussion
The theoretical analysis for heat transfer under free convection in enclosed
spaces described in Chapter 3 and 4 is applied. A fluid is confined between two
horizontal plates spaced a distance s apart. Heat will flow across the air gap by
conduction and/or convection in parallel with radiation.
When an input power QHTR is applied to thin-film heater embedded on the
SAW device, heat flows via conduction from the top surface of lithium niobate crystal
(SAW substrate) to the thin layer of epoxy, from which the heat then spreads out to
the kovar substrate holder. The calculation of each component of thermal resistances
and later heat dissipation from each source is calculated and presented here.
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The kovar holder has twenty-four pins surrounded by insulation. All the pins
are bent and are aligned parallel to the kovar holder surface (see Figure 23). Two pins
make contact with the base of the flow cell (the sink), the conduction heat flow from
the kovar holder to the sink takes place through these pins. The other thermal
resistances shown in Figure 46 are calculated as follows:
The thermal resistance of insulation is determined by using the approach used
to calculate the thermal resistance of a hollow cylinder (Holeman, 1986). The
insulation of length L1 (kovar holder thickness), radius r INS, surrounds a pin of radius
rpin. Thermal resistance of the insulation is given by:

(164.)

Thermal resistance of the pin:

(165.)
Since two pins make contact with the flow cell, the effective thermal resistance of the
insulation and pin is given by:
(166.)
The SAW package area of contact with the cell is given by:
ACNCT = LEFF  WEFF = 0.028  0.001 = 2.8  10 -5m 2
Thermal resistance of contact:
(167.)

Ideally, the contact resistance should be made high. It can be accomplished by
minimizing the contact area and using contact material with low value of thermal
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conductivity. Assuming extremely small area of contact and contact material(s) with
low thermal conductivity, the thermal resistance of contact, RCNCT can be assumed to
be very high:
(168.)
(169.)
or, for a worst case (assuming high value of RCNCT), using Equation 168 in Equation
169,
(170.)
The surface of the SAW substrate has large area, APD, covered with aluminium (also
called aluminum padding) at each end of the transducer. The thermal resistance of
aluminum padding is calculated as following:
(171.)
where LPD is the length of a pad and tAl, is the thickness of metallization on the
crystal. Therefore, the cross-sectional area of aluminum padding, APD, is,

(172.)
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QFRE = [(hTOP AK) + 2(h1 AK1 + h2 AK2 ) + h3 AK3 + 2(hV AV1 + hV AV2 )] T

Let’s define RNET as:

Therefore:
= 18.87 + 1.19 + 1.15 + 49.78 = 70.99

o

C/W

The temperature of the lithium-niobate substrate TLF is calculated as:
(173.)
and the temperature beneath the heater element (includes constriction resistance RCH)
THF = (R L + R CH + R EP + R OUT ) x Q HTR
(174.)
Energy balance requires:
(175.)
Table 16  Summary of calculated values of thermal resistances under free convection, R Thermal
o
C/W

RThermal oC/W
RCH
18.87

RL

REP

1.19

1.15

RK
0.151

RINS
44.65

Rpin
3.44

Rcnct
89.80

RBOT
188.81

RTOP
350.88

RVER RLS
224.5

0

RR


Forced Convection Discussion
The flow response of thermal flow sensors is generally proportional to square
root of the velocity of the fluid (gas), vf1/2.The constant of proportionality is
determined by flow conditions (laminar, turbulent, and/or mixed), geometry of the
flow sensors and operating conditions (temperature, etc.). To analyze forced flow
experimental results, the following constraints and assumptions are applied:
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1. Sensor is operating at a constant heat flux.
2. Temperature-dependent properties of the gas are included.
3. Entrance effects are ignored.
4. Laminar flow is assumed in calculations.
5. Forced convections losses from the side walls of the SAW substrate were
ignored.
A steady-state solution of heat dissipation from the SAW substrate under
natural convection has been derived earlier in Chapter 3.
The average velocity of air flowing over the SAW package can be found by
using the continuity equation:
(176.)
where A1, A2 are the cross-sectional areas, and u1 and u2 are the corresponding air
velocities through them. For example, the effective cross-sectional area of the flow
cell is given by
(177.)
At a flow rate of 4000 CCM, the average velocity from Equation (176) is
about 24 cm/s. The Reynolds number over a flat plate of characteristic length LCK is
given by:
(178.)
For N2 gas of velocity at 24 cm/s, ReL lies between 431 and 367 at
temperature of 24oC and 45oC; at 2 cm/s ReL varies from 35.70 to 30.70 respectively.
In the channels, where the entrance effects are not important, the flow is laminar when
the Reynolds number is below 2100 (Bohn, 1986).
The operating flow range of our experiments is from 2 to 24 cm/s. For
example, at 24 cm/s, the Reynolds number from Equation (178) is about 28 and 392,
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respectively. The Grashof number, GrS from Equation (135) in the entire operating
temperature range varied from 3200 to 1700. Hence for uAVG of greater than 4 cm/s,

(179.)
whereas, for uAVG of less than 4 cm/s,
(180.)
Therefore, in these experiments heat transfer by forced convection is dominant
from the top surface of the SAW package for uAVG > 4 cm/s (800 CCM). For flow rate
less than 4 cm/sec, heat loss occurs by mixed convections (free and forced). The
bottom surface of the SAW package is completely shielded. Therefore, the heat loss
from the bottom surface of SAW package takes place by free convection.
Forced convection losses from the vertical sides of the SAW package are
difficult to calculate because of the geometry of the setup. Two sides of the SAW
package are spaced by LV1 from the walls of the flow cell (see Figure 38). The
remaining two sides are separated by a distance LV2 and LV3 (see Figure 38). The heat
loss by free convection has been derived. Since the thickness L1, of these sides is
small, the forced convection effects may be ignored. For simplicity, only free
convection losses from the sides of the SAW package will be considered.
At low velocities or flow rates (<1000 CCM), free convection effects from all
the surfaces of the SAW package may contribute. The contribution from free
convection has been obtained previously. Thus total heat loss is obtained by adding
components of heat losses as follows:
(181.)
at low velocities <= 4 cm/s, free convection from top surface plays role:
(182.)
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The electro-thermal analog circuit that includes the forced convection effect is
similar to Figures 46-47, define RCOM as:
(183.)
where RFRCD = 1/(hTM AK ), and its value ranges from 83.6 oC/W to 274 oC/W
when uAVG varies from 24 cm/s to 2 cm/s; RBOT and RVER have already been
defined earlier. For example, when RFRD = 81.7 oC/W; R COM = 45.36

o

C/W.

(184.)
= 134.6 || 45.36
= 33.92 oC/W
(185.)
= 55.13 o C/W
The temperature rise beneath the heater element, THF, is calculated as:
(186.)
Therefore, under steady-state forced convection conditions, the temperature of the
kovar holder, TKF, is given by:
(187.)
A mathematical model developed earlier yielded:
(188.)
Forced convection thermal resistance, RFRD is then given by:
(189.)
The results and values used for the forced convection analysis, such a flow
rate, uAVG , Nusselt number, hTM, THTR, forced convection loss, QFRD, ReL, RFRD,
TL, RCOM, and total power loss under steady state forced convection, QTOT, can be
calculated.
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Therefore, the forced convection losses from the surface of the SAW package
can be calculated as follows:
(190.)
where TF is the average SAW package temperature at steady-state forced flow
conditions. The frequency changes versus temperature and, thus, input power (to the
heater element) characteristics are linear; we can describe these characteristics by a
relationship:
(191.)
Now, for the SAW oscillator:
(192.)
where a1 is the first order coefficient of temperature delay. For 128o y-cut LiNbO3, a1
is -72 ppm. From Equation (181) and (192) value of B is derived as follows:

(193.)
Equation (193) predicts the theoretical value of B if the relation between QIN (or
QHTR) and T is known. Experimentally, the value of B can be obtained from the f-Q
characteristics of Figure 40. The slope of the characteristics is B and is equal to
551.56 kHz/W. The forced convection loss is given by Equation (189). Under steady
state conditions, the frequency shifts. Under forced convection, fF can be expressed
as:
(194.)
Substituting Equation (193) in (194)
(195.)
From Equations (187-195), following relationship is derived:
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(196.)
The change in average temperature of the SAW package can be calculated
using the frequency shift, fF, as follows:
(197.)
where
(198.)
where fo is the synchronous frequency of the SAW oscillator at room temperature.
Theoretical calculations of TF, versus average velocity, uavg, were calculated
and plotted against experimental results (see Figure 48 and 49).

Figure 48

Figure 49

Figure 48  Theoretical and experimental plots of Temperature (calculated from SAW frequencytemperature relationship) versus flow rate for various heater input power levels.
Figure 49  Theoretical and experimental plots of Temperature (calculated from SAW frequencytemperature relationship) versus flow rate for various heater input power levels.

These theoretical analyses are compared with the experimental results in
Figure 48 and 49. The theoretical values of temperatures, at various nodes (see Figure
48-49), are obtained by utilizing the model. At flow rates greater than 1000 CCM, the
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theoretical predicted analyses are within 20% of experimental observations. At flow
rates below 1000 CCM, the discrepancy between experimental and theoretical values
is higher (about 32 % inaccuracy).
The theoretical calculations were compared and plotted out against the
experimental results. These calculations show 20 to 30% errors with the experimental
measurements. At higher operating temperatures, some discrepancy between the
experimental and theoretical results may be attributed to the following factors:
1. Inaccuracy in the local temperature rise under the thin film heater surface.
2. At low values of flow rate, the velocity profile may not be fully developed.
3. The film heater is of extremely low mass and may suffer from instabilities due
to higher current densities.
4. The SAW package and flow cell design is very complex. Eliminating
variables, such as SAW substrate holder and epoxy beneath, can simplify and,
thus, make the response more predictable.
From analysis the following features of the SAW flow sensor are inferred:
1. The sensitivity, f, varies as (u1/2AVG), where uAVG is the average fluid
velocity.
2. The sensitivity of the sensor, f, is directly proportional to the input power,
or the temperature of the sensor.
3. It is assumed that ACK = (LCK)2, than the sensitivity is proportional to
(LCK)3/2 , where LCK is the characteristic length of the sensor.
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CHAPTER 6: SUMMARY, DISCUSSION, AND RECOMMENDATION
The research and theoretical model presented in this dissertation validate and
describe a SAW-based gas flow sensor. The author (Ahmad, 1985) was first to report
on SAW-based gas flow sensors. The output frequency signal yields accurate
measurements, and interfaces easily with microprocessors (Ahmad, 1987). Since then
there has be continued interest in this field of studies (Nomura, 2000; Wang, 2011).
Theories of heat transfer with electrical engineering disciplines were
successfully applied in this research. This study reports a detailed model to predict
SAW-based flow sensor behavior for a wide range of variables and boundary
conditions.
1. This study validated gas flow rate measurements using SAW-based
technology.
2. The behavior of SAW-based gas flow sensor is consistent with a thermal gas
flow sensor. The change in frequency with gas flow, f, varies as (uAVG)1/2,
where uAVG is the average fluid velocity.
3. A SAW device implemented on substrate material having large temperature
coefficient will provide high sensitivity to small changes in temperature.
4. As a SAW-based gas flow sensor operates as a temperature sensor, it could
have a wide operating range. In general SAW-based temperature sensors have
a wide linear operating range. For LiNbO3 a linear operating range from near
20 oC to 140 oC has been reported (Bao, Burkhard, & Varadan, 1987).
Similarly, for quartz, the SAW-based temperature sensor enables temperature
measurement for a large temperature range -100 oC to 200 oC, with an
accuracy of about 10-4 K (Hauden, Jaillet, & Coquerel, 1981).

130
5. The analyses carried out in this research are based on laminar gas flow. The
upper limit of the SAW-based gas flow range is dependent on value of the
Reynolds Number (ReL) given in Equation (178). In the channels, where the
entrance effects are not important, the flow is laminar when the Reynolds
number is below 2100 (Bohn, 1986). For substrate characteristics length LC of
0.01 m, the upper limit where the flow rate of gas (air) remains laminar is
about 3.5 m/sec. This is almost 15 folds better than the Linde Flow meter used
in the experimental setup of this research. Similarly, by reducing the
characteristics length LC to 0.005 m, the theoretical upper limit where gas (air)
flow remain laminar would be 7 m/sec. More work is needed to design
develop a practical SAW-based gas flow sensor.
6. The measurement resolution of the propagation delay time depends on the
SAW frequency; using a higher frequency can improve both the resolution and
the sensitivity.
7. Assuming AS = (LC)2, then the sensitivity is proportional to LC3/2, where LC
is the characteristics length of the sensor.
8. ZnO-based SAW sensors are promising; theoretical modeling predicts a
response time in a few millisecond ranges. This compares well with the best
Silicon-based thermal micro sensor characteristics. Experimental verification
will be needed. .
9. The SAW-based sensor operation requires low to moderate temperature (e.g.,
50-90 oC) ranges. This is an important advantage over the commercially
available thermal sensor that requires very high temperature for their operation
200-300 oC).
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10. By using higher conductivity material (e.g., ZnO), the thermal heat losses to
conduction can be minimized. The dominant losses due to convection result in
better sensitivity and operating ranges. Experimental verification is needed.
11. Among the three materials, based on theoretical analysis, higher thermal
conductivity ZnO substrate offers the best time response.
12. Based on theoretical modelling,  (ZnO) is 3.5 and 6 times better than LiNbO3
or quartz respectively. Employing a thin film of ZnO, further miniaturization
is possible that can substantially improve time response. Further experimental
work to determine frequency-temperature characteristics for SAW devices on
thin ZnO is required.
Comparative Analysis
Here SAW-based flow sensors are compared and contrasted with existing
Thermal Flow Sensors. These analyses are based on theoretical interpretation of
SAW-based gas flow sensors and have not been verified experimentally.
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Table 17  Comparative analysis of SAW-based and conventional thermal sensors.

Comparative Analysis of Thermal Flow Sensors
Si-based and other Microsensors Characteristics
 The microsensor is far less sensitive to external
influences because the sensing element is buried in
the flow stream.
 The microsensor has a fast response time of 0.5 to
5 milliseconds depending on the type of gas. This is
tremendous improvement/the typical through-thewall types which have response time of about 1 to
10 seconds.
 The higher operating temperature of the
microsensor results in contaminant for reactive
gases, resulting in degradation of the sensor
response with time.

 The inert surface material used in the microsensor
increases reliability.
 The small size of the microsensor results in a
number of system packaging advantages, such as
reductions in a gas system size, closer placement
to the process chamber, minimized dead volumes,
faster atmosphere change dynamics, and greater
freedom of design in equipment architecture.
 The fluid temperature-sensing element is thermally
isolated from the heating element.
 Currently not possible.

 The flat surface of the chip does not disturb flow.
 The sensors are fragile, and design is difficult
because the characteristics of each sensor chips
with thermal isolation structures depends on a
number of structural parameters.
 The output is not digital.

 Wireless signal for remote and difficult geometries
is not possible. Signal is analog.
 Compatible with advanced micro-fabrication
techniques.
 Less susceptibility.
 Inexpensive  mass production possible.
 Aging problems.

SAW Sensors’ Characteristics
 Sensitive to external influences.
 Higher response time 
improvements possible by
miniaturization. For example, using
ZnO thin-film based SAW sensor will
be able to support response time in
a few milliseconds.
 The SAW-based sensor will operate
at much lower operating
temperature (50-90 oC range).
Therefore, the SAW-based sensor
will avoid contaminant production in
reactive gases environment.
 Possible.
 Currently not possible.

 Currently not possible.
 The robust thermal isolation
structures make it possible for the
sensor to be used in measuring
liquid flow rate as well.
 True.
 Sensor not fragile. Design easy and
sensor characteristics reproducible.

 Frequency output  better precision
in measurements and higher
sensitivity.
 Wireless signal for remote and
difficult geometries is possible.
 True.
 EMI/RFI interference-susceptible
 Relatively expensive substrate
material more expensive than Si.
 Same is true  frequency drifts with
time.
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Recommendations
The following recommendations are made to improve the performance of the
SAW flow sensors and the arrangement of the experimental setup:
1. Devise a useful SAW-based flow sensor, physical design of a flow cell is
critical. Work is needed to implement an actual SAW-based flow sensor and
to characterize it for several gases.
2. Minimize the thermal contact area of the SAW sensor/substrate for gas flow
measurements.
3. Reduce the mass of the SAW sensor/substrate by reducing the substrate area
as well as its thickness. For optimal performance, use a substrate material of
higher thermal conductivity.
4. Reduce the input power level to the heater element. This is is possible by
reducing the mass of the substrate/sensor and using high conductivity substrate
material.
5. Design the flow cell with longer entrance and exit channels consistent with
theoretical analysis in Chapters 3 and 4.
6. Since at low flow rates, the velocity profile may not be fully developed, solve
this problem by the design of narrow channels to enable fully developed
laminar flow.
7. The performance versus cost effectiveness to realize a commercial SAWbased gas flow sensor is still unknown. However, the SAW-based flow
sensing presents some compelling advantages over the conventional thermal
sensing techniques.
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Optimal Sensor Design
1. Among the many substrate materials listed in Table 6, ZnO offers the best
optimal operating range and response. Compared with LiNbO3, and quartzbased sensors, ZnO-based SAW gas flow sensor:


Requires low input power because it has low conduction losses.



The time response depends on the ratio (cL2/k). To optimize time
response, the (cL2/k) ratio must be minimal. Reducing crystal
dimensions, and selecting substrate material with higher k and lower
values of c, and  are keys to a good design.



ZnO oxide offers most suitable value of cL2/k.



Based on theoretical analysis, time response,  (ZnO), is 3.5 and 6
times better than LiNbO3 and quartz respectively. Experimental
verification is required.

2. Aluminum suffers from oxidation; an inert material such as gold or platinum
should be used to fabricate thin-film heater.
3. The coupling coefficient of ZnO and, thus, the insertion losses of ZnO-based
SAW devices are lower. This results in requiring a low gain rf-amplifier for
SAW oscillator design. Note that using low-gain/low power amplifier results
in higher stability of SAW oscillator.
Key Contributions
1. The author (Ahmad, 1985) first to report SAW-based flow sensor. The present
work is an extension of the work done in 1985.
2. This research provides a generalized mathematical model that will enable
characterization of SAW-based gas flow sensor for any substrate material, flow
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geometries, and sensor structure and, thus, permit the design of an optimal SAWgas based SAW sensor design.
3. Quantitative theoretical model of a SAW-based gas flow sensor are derived with
following considerations:
a. Thermal analysis dealing with a flat plate geometry with an internal heat
source are carried out. The published knowledge was applied on flat plate
geometries with an embedded heating source. A generalized
electrothermal analog circuit was derived.
b. The Model is applicable to any gaseous fluid.
c. Model a thermal flow sensor independent of a given substrate and evaluate
characteristics under following conditions:
i.

Steady state no flow condition

ii.

Steady state laminar forced flow conditions

4. The study determines (models) time response for the sensor with wide range of
parameters.
5. A SAW-based gas flow sensor experimental setup was designed and experiments
were carried out to validate the model. The experimental measurements consisted
of the following variables:
a. Changes in the frequency of the SAW oscillator as a function of input
power to thin-film heater element
b.

Frequency versus temperature characteristics of SAW devices

c. Changes in the frequency of SAW oscillator as a function of flow rate for
various values of power to heater
6. Comparative analysis was performed with other thermal flow sensors.
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Future Work
1. Validate theoretical model with experiments to a wide range of gaseous fluids.
2. SAW sensors show hysteresis and suffer from long-term aging which can
cause significant drift in the synchronous frequency of the oscillator and can
degrade accuracy. Study impact of long-term aging to the behavior of the
SAW gas flow sensor.
3. A temperature compensation scheme is required to accommodate variation in
ambient temperature fluctuation is required. This can be accomplished by
using a reference sensor or incorporating a temperature sensor in the system.
4. The film heater is of extremely low mass and may suffer from instabilities due
to higher current densities. More studies are needed to optimize thin film
heater design.
5. Aluminum suffers from oxidation; an inert metal such as gold is recommended
for fabricating the thin film heater element. The characteristics and
performance of materials other than aluminium should be studied.
6. A protective scheme and/or coating must be studied to develop SAW-based
gas flow sensor for corrosive gases. In addition, the impact of a protective
coating scheme in the behavior SAW-based gas flow sensors must be studied.
7. SAW-based gas flow sensor packaging is critical to success of a commercial
sensor. Further studies are required to realize a practical SAW-based gas flow
sensor.
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APPENDIX A: SAW SUBSTRATES CHARACTERISTICS - DRAFT MATHCAD
PLOTS
Lithium Niobate Substrate
A summary of the theoretical modeling analysis for LiNbO3 is presented here.

Conduction loss (W)

1.5

1
R L 0.000,1t S
0.5

0
0

0

0

0

0

T herm. r esistance ( C/W)

T herm R esistance (C /W)

Relationships of many variables necessary for sensor characterization are plotted.
4

R L A S, 0.0004 2

0
2 10

5

4 10

tS

60

A

Q

 0.0005


tS 5.0  10

40

 4.0  10

Figure 1 
Figure 2 

5

8 10

5

0

A rea (sq. m)

Resistance vs thickness

Fig. Substrate resistance vs area

20

4

6 10
AS

Thickness (m)

Fig.

5

4

 1.0  10

0
2 10

4

Figure 23

4 10

6 10
8 10
Thermal conductionAresistance as a
A rea (sq. m) (Fixed
thickness)
Thermal conduction
resistance
as a

Figure 24
function of thickness.
function of substrate area.

10
3.469565
0.00035
10
2.602174
Q

A 
1.73478310
0.00009 8.6710
2.510
0.00003

5 10 7.510
1 10
A
0.0001
A rea (sq. m)

T otal conv. resist. ( C/W)

Radiation loss (W)

Fig. Conduction loss vs area.
3098.37

2344.35
6
R CONV A S, 5.10
1590.32

836.3
5
2.510

Total conv. resist. (C/W)

7.510

5

Fig. Total conv. resistance vs area

3098.37

2344.35

A

5

AS
A rea (sq. m)

Fig. Radiation loss vs area

R

5 10

Figure 3  Radiation losses versus substrate areas.
 5 10 
Figure 4  Free convection thermal resistance as a function of substrate area.


1590.32

836.3
2.510

5 10

7.510
A
A rea (sq. m)

1 10

Fig. Total conv. resistance vs area

0

Resist. change per are a

T otal "R ( Ther m.)" ( C/W)

146

3000

6
R Tot A S, 0.0005, 5.10 2000

1000
2.510

5

5 10

5

7.510

5

0

AS
A rea (sq. m)

Fig. Derivative of "R(Tot)" w.r.t area

Fig. Total resistance vsarea, t=.0005
Figure 5  Total thermal resistance (conduction and convection) under free convection as
a function of area.
Figure 6  Derivative of Total thermal resistance as a function of area.

Power loss (W)

0.058
0.0584

Q

A



 0.0005
 5 10



0.002
0.00139

0.044

0.03

A

Q

0.016020.016
2.510
5 10
0.00003

7.510
A
A rea (sq. m)

 0.0005
 0.001

1 10
0.0001

0.00012 0

Fig. Total power loss vs. area (S.S)

0
0.00003

5 10
A

1 10
0.0001

Figure 7  Total heat loss (conduction and convection) under free convection, as a function of area.

592.18

46 4.58
R FRD u avg , 0.000 1
33 6.9 7

20 9.3 7
8.44

13.59

18.74

h TM u avg

23 .88

F . Conv. Resistance (C/W)

Figure 8  Conduction heat loss versus area (in presence of any convection).
592.18

464.58
R FRD u avg , 0.0001
336.97

209.37
0.03

0.08

0.14

u avg
A vg. V elocity (m/sec)

Figure 9  Forced convection thermal resistance as a function of convection coefficient.
Figure 10  Forced convection thermal resistance as a function of Avg velocity.

0.2

147

0.64

0.07

0.53

0.05

Q FTot 0.0010.005u
,
, avg

Q FRCD u avg , 0.0001050
,
0.43

0.04

0.33
0.03

0.08

0.14

0.02

0.2

0.03

0.08

u avg

0.14

0.2

u avg

Figure 11  Total thermal loss under Forced convection a function of average flow velocity.
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Figure 14  Frequency change under forced convection as a function of average SAW substrate
temperature.
30
5
3 10

25

5
2.510

 T FRD 0.200.0001T
,
, avg 20

 f FRD 0.200.0001T
,
, avg 2 105

15

5
1.5 10

10
0.06

5
1 10
0.06

0.07

0.09

0.11

0.12

0.07

0.09

0.11

0.12

Q FRCD 0.2, 0.0001T
, avg

Q FRCD 0.2, 0.0001T
, avg

Figure 15  Total thermal loss under Forced convection a function of average flow velocity.
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Zinc Oxide Substrate
Detailed results of theoretical analysis for ZnO-based proposed SAW are presented here.

149

R  0.0001
t

0.3

1

0.2

R  A  0.0004
 0.5


0.1

0

0

tS 5.0  10

4

 4.0  10

5 10
A

0

0

4

2 10

 1.0  10

4 10
t

6 10

AS 1.0  10

4

4

 0.75 10

1 10

4

 0.25 10

4

Figure 23  Thermal conduction resistance as a function of thickness.
Figure 24  Thermal conduction resistance as a function of substrate area.
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Figure 26  Radiation loss as a function of substrate area.
1 10

6000

4000
R

A 

5000

R

A 
2000

0
0

5 10
A

0

1 10

0

AS 1.0  10

4

 0.75 10

5 10
A

4

1 10

 0.25 10

4

Figure 27  Thermal convection resistance from top surface function of substrate area.
Figure 28  Thermal convection resistance from bottom surface as a function of substrate area.
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Figure 30  Total Thermal resistance under free convection as a function of area (for fixed thickness
of the substrate).
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Figure 32  Derivative of Total thermal resistance as a function of area (for fixed thickness).
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Figure 36  Forced convection thermal loss a function of average flow velocity.
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Figure 38  Change in temperature change versus forced convection thermal loss as a function of
average flow velocity.
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Figure 40  Average flow velocity as a function of temperature of the sensor (for fixed power input
to heater).
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Figure 42  Average temperature (calculated from Figure 37) of the sensor as a function of average
flow velocity (for fixed power input to heater).

Quartz Substrate Analysis
Detailed results of theoretical analysis for Quartz-based proposed SAW are presented here.
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Figure 44  Thermal conduction resistance as a function of substrate area.
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Figure 45  Derivative of substrate thermal resistance as a function of area.
Figure 46  Radiation losses versus substrate areas.
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Figure 47  Top surface thermal convection resistance as a function of surface area.
Figure 52  Bottom surface thermal convection resistance as a function of surface area.
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Figure 49  Vertical surface thermal convection resistance as a function of surface area.
Figure 50  Thermal free convection resistance as a function of surface area.
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Figure 51  Total thermal resistance (conduction and convection) under free convection as
a function of area.
Figure 52  Derivative of Total thermal resistance as a function of area.
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Figure 53  Total thermal loss as a function of surface area of the substrate.
Figure 54  Conduction thermal heat loss under free convection as a function of substrate area (for
fixed thickness).
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Figure 55  Frequency versus Temperature characteristics of Quartz-based SAW-flow sensor.
Figure 56  Forced convection thermal loss a function of average flow velocity.
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Figure 57  Frequency change under forced convection as a function of average SAW substrate
temperature.
Figure 58  Change in temperature change versus forced convection thermal loss as a function of
average flow velocity.

155

15

Temperature (C)

78
77.25

10

T(x)

76.5

T L

75.75
75


5

0

0.0015 0.003 0.0045 0.006
x
Distance fromcenter (m)

0

0

0.002

0.004

0.006

0.008

L

Temperature distribution

Figure 59  Plot of temperature distribution (under free convection, QHTR=0.058 W)
Figure 60  Time Response Analysis as a function of substrate’s characteristics length

0.01

